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DATAMASTER DMT MAINTENANCE LOG
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Department/Agency

DataMaster DMT Serial Number

1348 &~

7 OPENED:

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)
R R o | Dot
; A )
[ F - DataMaster Simulator Solution ace_Lab ?[H?r? ] , QW\, i
Lot # 15-05-100 EtOHaq Conc: 0.099 g/210L
________________________________ Range: 0.094 - 0.104 g/210L — . !
Preparation Date: 2/19/2015 Expires: 2/19/2016

Conpleded APM pasticol, Dawmalsaded _ Ackn
[ For RPC or Simulator Solution Change Place Label Here]
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[ For RPC or Slmulator Solutlon Change Place Label Here]

DataMaster Simulator Solution
e LOt #15-12-100

Range: 0.094 - 0.104
B Preparation Date: 07/28/2015 Expires: 07/28/2016
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OPENED:
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%D \BASTER DMT MAINTENANCE LOG
/ ér//%: g /80 /S~

Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED "(Ea"‘:fe%':;"'Tftg)BY
DataMaster Simulator Solution F ’Lﬂ/t\mﬂ'“ﬂﬂd.
s —eomeme—= Lot # 15-13-100 EtOHaq Conc:0.099 777 ] >..
H/w//{ [For RP( Range:0.094-0.104 e Labe| Here] <
= 7 Preparation Date: 09/15/2015  Expires: 09/15/2016  -— e . -D I‘V\, .3,,5\”
________________ . _ OPENED: /(/Zéo//é . 6‘5?

[ For RPC or Slmulator Solution Change Place Label Here]

[ For RPC or Slmulator Solutlon Change Place Label Here]
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Status Record History

Page
12/08/2(

Status

Status

Status Message

. Test Type

Date Time ¥p

10/02/2015 11:26:10 Check-In Confirmation Record Blank Error

11/25/72015 12:12:03 DUI Subiject Record RESPONSE TIMEQUT
11/25/2015 14:12:06 DUI Subject Record Simuiator oull ol Range
11/25/2015 22:07:22 DUI Subject Record Simulator Out of Range

DMT Serial Number #100157

Page 1 of |

12/08/2015 3:2



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Resulls

VERSIONS

DMT: 2.00

PIC: 2.05
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber =
Breath Tube =
Digital Sim =

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO

100157

Colchester PD

02/07/2012
02/08/2012
09/12/2012
11/01/2015

JACK B LEHNEMAN

1.63 V
1.67 V
80 VvV

555 Hz

Flow Rate = 4.356 L/M

DETECTOR INFO
PUMP ON

MAX (V) 0.0925
MIN (V) 0.0909

FILTER INFO

Filter 1 0.095
Filter 2 0.392
Filter 3 1.469

CALIBRATION CHECK

OFF
0.0955
0.0937
Zexro = true
Zero = true
Zero = true

Xq = 0.093 1.01%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# =15-12-100
Range =0.094 -0.104
Average =0.097 g/210L
Std Dev =0.0004
RF Detection Test

Passed

Sample Acceplance Test
Passed

0.101 e 40.0
I Tl i
. Alcohol(g/710L N
0.09 l| ————— Flow Rate(L/M). jrimd
0.08 32.0
|
0.07 [28.0
] [
0. 06| 74.0
a
0.05 | |z0.0
0.04 | ‘ 16.0
|
0.03 ‘ k io o
0.02 ATy ' 8.0
|‘ | | |
LI | |
0.01 Lla.0
]
0.00L_a JI |'“ [l ‘ Llo.o
0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by

Reviewed by

i, B —

DMT Serial Number #100157

Date 11/01/2015

Date

Page 1 of 1

11/01/2015 9:23 AM



ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100157
Location: Colchester PD
Calibration Date:  02/07/2012
Certification Date: 02/08/2012
Installation Date:  09/12/2012

APM Date: 10/02/2015
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.099 g/210L
Lot# =15-05-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 Simulator Vapor =0.095 g/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube = 44.1°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage =1.63 V
Coocler Voltage = 1.67 V
Bias Voltage =80V 0.10[ 1 — —140.0
Chopper Freq = 555 Hz = e
0.09 L Alcoho](g/ZlOL)J B 0
PUMP INFO IRt
Flow Rate = 4.585 L/M 0.08 2.0
DETECTOR INFO
paces e - 0.07 28.0
MAX (V) 0.0992 0.1026
MIN(V) 0.0974 0.1010 SR r 24.0
[
FILTER INFO 0.05 / | 20.0
Filter 1 0.102 Zero = true ] |
Filter 2 0.401 Zero = true 0.04 i i | 16.0
Filter 3 1.478 Zero = true I||w- \
0.03 i f;|!' ‘ |12.0
CALIBRATION CHECK ” \ -
Xq = 0.094 0.65% 0 oo Mm -
'|| |! Il |
0.01 — |-||”I|i!| . 4.0
| Iyl '
APM PASSED 0.00 [ T L L L I_;OO,0

NIST Thermome dee SInv 11§72 <N
Re> “‘/l’h/

-

Koz Date 10/02/2015

Performed by iﬁ:ﬁ,—r:

Reviewed by ~ Date

DMT Serial Number #100157 Page 1 of 1

10/02/2015 10:42 AM



