ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100158
Location; Northfield PD
Calibration Date:  11/16/2011
Certification Date: 11/17/2011
Installation Date:  12/08/2011
RPC Daie: 06/21/2014

Supervisor Name: CHRISTOPHER M QUESNEL

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1
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PUMP INFO
Flow Rate = 4.993 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1476 0.1510
MIN (V) 0.1461 0.1494

FILTER INFO

Filter 1 0.151 Zero = true
Filtex 2 0.448 Zero = true
Filter 3 1.435 Zero = true

CALIBRATION CHECK
g = 0.092 1.64%

Routine Performance Check Passed
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A Precisi heck
Concentration =0.099 g/210L
Lot # =13-19-100
Range =0.094 - 0.104
Average =0.099 g/210L
Std Dev =0.0000

RF Detection Test
Passed
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