ROUTINE PERFORMANCE CHECK REPORT

DataMasler DM'T:
Location:
Calibration Dale:
Certilication Dalc:
Installation Dale:
RPC Date:
Supervisor Name:

VRS LONS
pML: L, 0L
PLC: 2,056
Modem: 2.4
puestions: 2.1
TEMPERATURES

Sample Chambex
Breath Tube
Digital Sim

nnn

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

O

PUMP INFO
IFlow Rate = 5,706
DETECTOR INIFO
PUMP ON

MAR (V) -0.1171
MIN(V) =-0,1109

FILTER INFO

Filter 1 -0,115
Filter 2 0.134
Filter 3 0,434

CALIBRATION CHECK
g = 0,075 0.46
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ROU TINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100159

Localion; Millon PD

Calibration Date:  12/14/2011

Cerlification Date:  12/14/2011

[nstallation Date:  12/20/2011

RPC Dale: 10/31/2012

Supervisor Nome:  GORDON J LAFOUNTAIN

Diagnostic Resully Aceuracy and Precision Check
Concentration =0.101 g/210L
Lot # = 12-64-100
VERS TONS Range = (0,096 - 0,106
pMT: 1,01 Average = 0,097 g/210L
PIC: 2.05 Sld Dev =0.0000

Modem: 2.4
Questions: 2.1

RIF Delection Tesl

TEMPERATURES ) Pussed

Sample Chamber = 48,9°C y

Breath Tube = 40,1°C Sample Acceptance Test
Digital Sim = 34,0°C

SETTINGS

Lamp Voltage = l.01V

Cooler Volbage = 1.83 V /
Bias Voltage = 80 V

Chopper [req 536 Nz

Flow Rate = 5.738 L/M

PDETECTOR INFO

PUMP on Orr i E,
MAY (V) -0.1266  -0.1230

MIN(V) -0.1281 -0.1248

FILTER INFO

Filter L -0.124 Zero = Lrue
Filter 2 0.125 %ero = true
Filtex 3 0,424 Zero = Lrue

CALIRRATION CHECK
Xq = 0,075 0.12%

Routine Performance Check Failed

Performed by g,ﬂé// Wi{ Dale 10/31/2012

Reviewed by Dale
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