ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS
DMT: 1.01
PIC: 2.05
Modem: 2.4
Ouestions: 2.1
TEMPERATURES
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Breath Tube
Digital Sim
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SETTINGS

Lawp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

mnofon

PUMP TNFO
Flow Rate = 5.757
DETECTOR INFO
PUMP ON

MAX (V) -0.1819
MIN (V) -0.1848

FILTER INFO

Filter 1 ~-0.180
Filter 2 0.075
Filter 3 0.373

CALTBRATTON CHECK
Xq = 0.075 0.69

100159
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Routine Performance Check Passed

Performed by

Reviewed by

DMT Serial Number #1100152

Accurgey and Precision Check
Concentration - 0,098 g/2101,
Lot i = 12-88-100
Range =0.093 - 0.103
Average =0.098 p/210L
Std Dav =0.0000

RF Detection Test

Passed

Sample Acceptance Test

Passed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100159

Location: Milton PD |
Calibration Date:  12/14/2011
Certification Date; 12/14/2011
Installation Date:  12/20/2011

RPC Date: 06/10/2013
Supervisor Name: TOM M DUPONT

Diagnostic Results Accuracy and Precision Check

Concentration =0.100 g/210L . A

Lot # CGIFTF0 "™ gpiohon Py e
VERSIONS Range =0.095-0.105" g
DMT: 1.01 Average =0.096 g/210L
PIC: 2.05 Std Dev =0.0000 Gl ol

Modem: 2.4
Questions: 2.1 i
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C . Passed
SETTINGS
Lamp Voltage = 1,81V
Cooler Voltage = 1.83 V
Bias Voltage = 80 V 0.10 : ; ; 5 . 10.0
Chopper Freq = 537 Hz ool Alcohol (g/210L) : -
PUMP INFO : E‘l::vw Ra}te(L{M) 'l
DETECTOR INFO S DN L. T SO T 5 W . ..
PUMP ON OFF 0.07 i i i 28.0
MAX (V) -0.1898 ~0.1854 i
MIN(V) =-0.1913 -0.1870 E s (e R G i e i 24.0
FILTER INFO 0.05/] = TR o ROr sesansbaleatankbaaes , ,,,,,,,,,,,, 20.0
Filter 1 -0.187 Zero = true i i :
Filter 2 0.068 Zero = true Q. ~[16.0
Filter 3 0.365 Zero = true
O. ............. 12 ik O
CALIBRATION CHECK |
Xq = 0.075 0.12% 0. 02 oo LRI 5.5
0. 4,0
Routine Performance Check Passed 0. e 900- 0
Nn. Soluhen is Pxfa::'fA ,/'}SJ(PA (1) fUElm\ lohen Cnanag  pnd }‘()4(\/ a
Qpy b He lab  2eo Glioln
Performed by S\ Date 06/10/2013
Reviewed by Date
DMT Serial Number #100159 Page 1 of 1 06/10/2013 8:20 AM
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