ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100159

Location: Milton P

Calibration Date:  12/14/2011

Certification Date: 12/14/2011

Installation Date:  12/20/2011

RPC Date: 10/28/2013

Supervisor Name: GORDON J LAFOUNTAIN

Dipgnostic Results Accuracy and Precision Check
Conceniration =0.098 g/210L
, Lot# =13-03-100
VERS LONS Range . =0.093-0.103
DMT: 1.01 Average =0.099 g/210L
PIC;: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Deicotion Test
TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 48.1°C Sample Acce Test
Digital Sim = 33.9°C Pasgsed
SETTINGS
TLamp Voltage =1.81V
Cooler Voltage = 1.83 V
Bias Veltage = B0 V 0.10 7 : r : ; : 40.0
Chopper Freq = 539 Hz o Alcohol (972105 |- —
PUMP INFO ———— Flow Rate{L{M) : -
Flow Rate = 5.787 L/M PO o, | TOUUR RU SUOen SHRON . SO SO RO, SV P - o |
DETECTOR INFO , -y : N
PUMP  ON OFF R ARG : e
MAX (V)  0.0571  0.0598 . : R s : :
MTN (V) 0.0547 0.0577 L f i A #8549
FIT/PER TNFO 0.05] P 20.0
Filter 1 0,059 JZero = true ‘ ; i ;
Filter 2 0.297 Zero = true [0 Rt DAVl v CEaeh 11 K | | Eada ) i ook s ans B 5L T 0
Filter 3 0.581 Zero = true - ;
0.03 -t preee 1120
CALIBRATION CHECK !
Xq = 0.075 0.00% G v bt : Wb
I :
o.on k- 7R 4.0
i ; 1 i ;
tin rmance C 0.00 i i 5 { 0.0
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