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DATAMASTER DMT OPERATOR USE LOG
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DATAMASTER DMT MAINTENANCE LOG

Ml 20 ecisq
~ Department/Agency - DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY

(Name and Title)
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[ For RPC or Simulator Solution Change Place Label Here]

DataMaster Simulator Solution

Lot # 14-14-100 EtOHagq Conc:0.099 -

Range: 0.094 - 0.104

Preparation Date: 10/16/2014 Expires: 10/16/2015
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DataMaster Simulator Solution

Lot # 14-14-100  EtOHaq Conc: 0.099

Range: 0.094 - 0.104

Preparation Date: 10/16/2014 Expires: 10/16/2015

_openen: 69~ LAKEMTE

RPc WKSP}D

Range: 0.094 - G.104
Preparation Date: 12/9/2014 Expires; 12/8/2015
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B th R d Hist S/%015
rea ecor istory 050575015
Test Test Alcohol Alcohol Sim. Sim.
Date Time G RE e val. 1 vVal. 2 Conc. 1 Conc. 2 SISO R T
06/04/2015 12:23:16] MILTON PD JARECO G COULOMBE 0.000 0.095
06/08/2015 00:00:23| MILTON PD EDOUARD A LARENTE REFUSED 0.094
06/24/2015 00:34:28| MILTON PD CHRISTOPHER J GRENIER INCOMPLETE REFUSED 0.098
06/28/2015 03:24:42] milton pd PAUL LOCKE 0.147 0.095
07/18/2015 02:41:26| MILTON PD WILLIAM M BOSWORTH 0.206 0.096
07/2272015 01:18:38| Milton JASON E PORTER 0.130 0.096
08/04/2015 22:54:33| Miiton PD JARECO COULOMBE 0.117 0.094
08/1372015 00:15:49| milton pd PAUL W LOCKE 0.112 0.122 0.096 5.095
08/14/2015 23:40:31| MILTON PD PAUL LOCKE REFUSED 0.097
08/17/2015 01:45:16| MILTON PD WILLIAM M BOSWORTH 0.086 0.090 0.096 0.096
08/207/2015 12:21:21| MILTON PD GORDON J LAFOUNTAIN 0.107 0.106 0.095 G.094
08/01/2015 14:15:28| MILTON PD NICK J HENDRY 0.092 Simulator Out of Range
09/01/2015 14:20:13] MILTON PD NICK J HENDRY 0.092 Simulator Out of Range
DMT Serial Number #100159
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09/03/2015 6:05 AM



OMT Serial Number #100159

- Page 1
Status Record History 0s/0373013
Status Status
Date Time Test Type Status Message
09/01/2015 14:17:02 DUI Subject Record Simulator Out of Range
09/01/2015 14:21:51 DUI Subject Record Simulator Out of Range
Page 1 of 1 09/03/2015 6:09 AM



Log On Record History

Page 1
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Test
Date

Test
Time

Name

DMT Serial Number #100159
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100159

Location: Milton PD

Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  12/20/2011
RPC Date: 06/12/2015

Supervisor Name: ED A LARENTE

Diagnostic Results

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim 5

SETTINGS

Lamp Voltage = 1.81 Vv
Cooler Voltage = 1.83 V
Bias Voltage = 80 V
Chopper Freq = 540 Hz

PUMP INFO
Flow Rate = 5.836 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0959 0.0986
MIN (V) 0.0935 0.0967

FILTER INFO

Filter 1 0.098 Zero = true
Filter 2 0.340 Zero = true
Filter 3 0.611 Zexo = true

CALIBRATION CHECK
Xg = 0.074 1.04%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =14-14-100
Range =0.094-0.104
Average =0.098 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 : . : 40.0
0.08 32.0
0.07 28.0
0.06 24.0
0.05 20.0
0.04 16.0
0.03 \\W 12.0
0.02 8.0
0.0L} 4.0
0.00 m 0.0
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Performed by D OO [ ommtes Date 06/12/2015
Reviewed by Date
DMT Serial Number #100159 Page 1 of 1

06/12/2015 3:53 AM



SOLUTION CHANGE

DataMaster DMT:
Location:

Date:

Performed by:

100159

Milton PD

09/03/2015

GORDON J LAFOUNTAIN

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# =14-15-100
Range =0.094 -0.104
Average =0.097 g/210L
Std Dev = 0.0000

Simulator Temperature: 34°C

Performed by

Zr=

DMT Serial Number #100159

Date

Page 1 of 1

09/03/2015

09/03/2015 5:59 AM



