ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100160
Location: Rochester
Calibration Date:  10/18/2011
Certification Date: 10/19/2011 o
Installation Date:  10/28/2011 ~ S W Aao R
RPC Date: 06/28/2016
Supervisor Name: MARK A BELISLE
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =15-13-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.100 g/210L
PIC: 2.06 Std Dev =(.0000
Mcdem: 2.6
Questions: 2.1 Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 4817 Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.80 Vv
Ccoler Voltage = 1.66 V 0.10 40.0
Bias Voltage = B0 V Alechol (g/210L) 5 &
Chopper Freq = 540 Hz 0.03 Flow Rate (L/M) e}
PUMP INFO 0.08 2.9
Flow Rate = 4.730 L/M S
0.07 8.0
DETECTOR INFO A
PUMP ON OFF Yeka §:4
MAX (V) 0.1496 0.1516 ——
MIN(V)  0.1480 0.1506 Bl o
FILTER INFO , 0.84 180
Filter 1 0.151 Zero = true 58 M 12.0
Filter 2 0.349 Zero = true 2 M\
Filter 3 1.648 Zero = true ,/\ J\ a
0.02 { 8.0
CALIBRATION CHECK 001 J N \ -
Xg = 0.088 1.60% : W\L M, J‘I ‘wa\_ﬂﬂu«'ﬂ \
. 0.00 AN | 0.0
Routine Performance Check Passed e
s
]/?)
“’\ 0\‘\\9
Performedby A A o (BbaZ Date 06/28/2016 j \y
Reviewed by Date 6 4214 L
(@
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100160

Location: Rochester
Calibration Date:  10/18/2011
Certification Date: 10/19/2011

S e
Installation Date:  10/28/2011 ~ i g
RPC Date: 06/28/2016

Supervisor Name: MARK A BELISLE

Diagnostic Results and Precision Check
Concentration =0.099 g/210L
Lot# =15-13-100

VERSIONS Range =0.094-0.104

DMT: 2.00 Average =0.100 g/210L

PIC: 2.06 Std Dev =(0.0000

Modem: 2.6

Questions: 2.1 RF Detection Test

TEMPERATURES Failed

Sample Chamber = 43.0°C

Breath Tube = 48.1°%C

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.80V

Cooler Voltage = 1.66 V

Bias Voltage = B0 V

Chopper Freq = 543 Hz

PUMP INFO
Flow Rate = 4.781 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1358 0.1384
MIN (V) 0.1344 0.1370

FILTER INFO

Filter 1 0.138 Zero = true
Filter 2 0.336 Zero = true
Filter 3 1.630 Zero = true
CALIBRATION CHECK
Xg = 0.088 1.20%
Routine Performance Check Failed
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Performed by Date 06/28/2016
Reviewed by Date
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100160

Location: Rochester

Calibration Date:  10/18/2011

Certification Date:  10/19/2011 g

Installation Date: ~ 10/28/2011 > (v e 7

RPC Date: 06/28/2016

Supervisor Name: MARK A BELISLE

Diagnostic Results c d Precisi hec
Concentration =0.099 g/210L
Lot # =15-13-100

VERSIONS Range =0.094 - 0.104

DMT: 2.00 Average =0.100 g/210L

PIC: 2.06 Std Dev =0.0000

Modem: 2.6

Questions: 2.1 BE Detection Test

TEMPERATURES Fadlsd

Sample Chamber = 48.9°C

Breath Tube = 48.1°C

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage = 1.80 V

Cooler Voltage = 1.66 V

Bias Voltage = 80 V

Chopper Freq = 541 Hz

PUMP INFOQ

Flow Rate = 4.835 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1417 0.1438

MIN (V) 0.1400 0.1425

FILTER INFO

Filter 1 0.142 Zero = true

Filter 2 0.342 Zero = true

Filter 3 1.637 Zero = true

CALIBRATION CHECK

Xg = 0.088 1.69%

Routine Performance Check Failed

DAT suptnnse - canteled CFL 4eah KW ¢ ,/24[5

Performed by GPread [ ln Date 06/28/2016

Reviewed by Date
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