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Status Record History

Page 1
93/10/2013

Status Status : '
‘pate Time Test Type gtatus Message
02/05/2013 11:45:33 [Installation Record User Abort
* DMT Serial Number #100161 PagoTof & 03/10/2013 8:12 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100161
Location; Brattleboro VAP
Calibration Date:  08/22/2011
Certification Date; 08/22/2011
Installation Date:  09/02/2011
RPC Date; 02/09/2012
Supervisor Name: TYSON M KINNEY
Diagnostic Results Accuracy and Precision Check
Concenfration = 0,100 g/210L
Tot# =12-32-100
VERSTIONS Range =0.095-0.105
DMT: 1,01 Average ={),100 g/210L
pIC: 2,05 Std Dev =(.0000
Modem: 2.2 . .
Questions: 2.0 y ’
' RFE Detection Test
TEMPERATURES Passed
Sample Chambexr = 49,1°C
Breath Tube = 46,5°C Sample Acceptance Test
Digital Sim = 34,0°C Passad
SETTINGS
Lamp Voltage = 1.79 V
Cooler Voltage = 1.77T V
Bilas Voltage = BO v 0.10 I T - T T T H \.\ 40.0
C ¥ = 53 : !
hopper Freq 7 Rz o 0ol Alcohol (g/210L) 6.0
PUMP TNTO ——— Flow Rate{L/M) "\ .
Flow Rate = 5,581 L/M 0.08 32.0
DEPRCTOR INFO
PUME o OFF 0.07 28.0
MAX{V) ~0,2587 -0.2557
MIN{V}) -0.2606 -0.2571 .08 24.0
FILTER INFO 2.05 20.0
Filter 1 -0.257 G&ero = true
Fiiter 2 0.070 Zero = true 0.04 16.0
Filter 3 0.273 Zero = true
. . 0,03 12,0
CALIBRATION CHECK
Xq = 0.086 0.41% 0. 02 8.0
0.0l r 4,0
Routin O
out e Performance Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by & ~ Date 02/09/2012
Reviewed by Dato
DMT Seria Number #100161 Pago [ of I 03/16/20G13 8109 AM




