ROUTINE PERFORMANCE CHECK REPORT

DataMagter DMT: 100162

Location: South Burlington PD
Calibration Date:  10/16/2012
Certification Date:. 10/16/2012
Installation Date:  10/16/2012

RPC Date: - 09/20/2013

Supervisor Name: DAVID M SOLOMON

Concentration = 0,098 p/210L
Lat # = 13-03-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Averge =0.097 g/210L
PIC: 2.06 Std Dev = (,0000
Modem: 2.4
Questions: 2.1 5
, RF Detection Test
TEMPERATURES Passed
Sample Chamber = 4%.0°C
Breath Tube = 47.1°C - Sample Acceptance Test
Digital Sim = 33.8°C Paseed
SETTINGS
Lamp Voltage = 1.82 V
Coolexr Veltage = 1.74 V
Bias Voltage = 80V 0.10 40.0
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PUMP INFO —— Flow Rate(L/M) 3 M
Flow Rate = 6.314 L/M 0.08 : 32,0
DETECTOR INFQ
POMD o o 0.47 28.0
MAX (V) =0.0470 -0.0429 '
MIN(V) -0.0486 -0.0447 0.06 24.0
FILTER INFO 0.05 ' 20.0
Filter 1 -0.044 Zero = true ’ :
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Filter 3 1.007 Zexo = true ’ i W
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