ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100162
Location: South Burlington PD
Calibration Date:  01/20/2015
Certification Date: 01/20/2015
Installation Date: 01/21/2015
RPC Date: 06/17/2015
Supervisor Name: SARAH SUPERNEAU
Di ic Resul A i
Concentration =0.099 g/210L
Lot# = 15-05-100
VERSICNS Range =0.094 - 0.104
DMT: 1.01 Average =0.097 g/210L
PIC: 2.06 Std Dev = 0.0000
Modem: 2.4
Questions: 2.1 .
RE Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 46.8°C Sample Acceptance Test
Digital Sim = 34,0°C Passed
SETTINGS
Lamp Veltage = 1.75 V
Cooler Voltage = 1.B0 Vv
Bias Voltage = 80 V 0.190 A 7 40
Chopper Freq = 538 Bz 0.0l Alcohol(g/210L} | : - = 1 -
DM INFO ~———— Flow Rate{L/M}
Flow Rate = 5.518 L/M 0.08 e S (AT, a2
DETECTOR INFO . .
phe e 0.07 28.
MAX (V) 0,1557 0.1587 -
MIN(V) 0.1535  0.1567 Ustin T
FILTER INFO 0.05}——— 20.
Filter 1 0.157 Zeroc = true
Filter 2 0.582 Zeroc = true 0.04[- 16.
Filter 3 1.142 Zeroc = true
. 0.03 = 12
CALIBRATION CHECK
Xq = 0.080 0.54% 0.024- | 8.0
0.01| MNA— ’ 4.0
| | "] 1*| '

2 0.00 | LI o | ! 0.0
Routine Performance Check Passed © 5 10 15 20 25 30 35 40 45 50 55 60
Performed by LoD Y Date 06/17/2015
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