INSTALLATION REPORT

DataMaster DMT: 100163
Location: Bennington County SO
Calibration Date:  07/29/2014

Certification Date: 07/31/2014 _ N .‘iéia;;-u;'; R

Installation Date:  08/05/2014 i ot
Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# = 14-05-100
VERS IONS Range =0.093 -0.103
DMT: 1.01 Average =0.096 g/210L
PIC: 2.06 Std Dev =(.0000

Modem: 2.4
Questions: 2.1

. RF Detection Test
TEMPERATURES Passed
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Sample Chamber = 49.0°C
Breath Tube = 46.9°C Sample Acceptance Test
Digital Sim = 33,9° Passed
SETTINGS
Lamp Voltage = 1.73 Vv 0.10 - - .
Coolexr Voltage = 1.68 V :nl ” l'( /2101:)
Bias Voltage = 80 V 0.00]| coho L g P e mem———
Chopper Freq = 525 Hz Flow Rate(L/M)

' O B ..
PUMP INFO
Flow Rate = 4.962 L/M PRT IO NN SN N S
DETECTOR INFO
PTJMP ON OFF (57 06 - - AE———— — . — \,\ ,,,,,,,,,,,,,,
MAX (V) 0.0654 0.0681
MIN (V) 0.0640 0.0667 0.05(
FILTER INFO L T e S e ST TP [T S
Filter 1 0.067 Zero = true
Filter 2  0.803 Zero = true (o0 Lo — S| o
Filter 3 0.554 Zero = true

o ¥ M| B 31 | M
CALIBRATION CHECK
Xg = 0.087 2.53% T — — ‘l
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INSTALLATION PASSED
NIST Thermemeter s(A 1181457 7# 39,{"622‘()
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Performed by == ) Date 08/05/2014

Reviewed by W Date ? & }!&;Z 0O\ j
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INSTALLATION REPORT

DataMaster DMT: 100163

Location: Bennington County SO
Calibration Date:  07/29/2014 i Tt 2
Certification Date: 07/31/2014 N i o
Installation Date:  08/05/2014 : RN,
Installed by: ROBERT DRISCOLL

Default Options Loaded
Diagnostic Results

VERSIONS

pMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chambex

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Blas Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 4,836 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0270 0.0303
MIN(V) 0.0258 0.0285

FILTER INFO
Filter 1 0.028 Zero = true
Filter 2 0,778 Zero = true
Filter 3 0.517 Zero = true

CALIBRATION CHECK
Xq = 0.084 6.42% [R IM
\4

Rese b imstruminl ond san o diagnostie o Fesk (al. Chect.
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INSTALLATION FAILED a5
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DIAGNOSTIC RESULT

DataMaster DMT:100163
Location:

Calibration Date: 07/29/2014
Certification Date:07/31/2014
Installation Date:

Test Date: 08/05/2014
Test Time: 10:52:36

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 4.844 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1699 0.1715
MIN (V) 0.1679 0.1689

FILTER INFO

Filter 1 0.169 Zero =
Filter 2 0.883 Zero = true
Filter 3 0.634 Zero =

CALIBRATION CHECK

g = 0.086 4.57% y,

true

true

nl LIATET Y

1 e
‘:3"\“ MOy ,‘; -
N

uy URTY

Ca\. (necha FO\\.EA, P\U\fﬁ@d line Co/\ér%‘fém( inhe & d((—'@eren-l*

Poeaer poHef L"Je“ Yun cmothes dlc\ijrm_shc;.

DMT Serial Number #100163

Page 1 of 1

Lok 4 fi2

R

3l ry

08/05/2014 10:53 AM




DIAGNOSTIC RESULT

DataMaster DMT:100163
Location:

Calibration Date: 07/29/2014
Certification Date:07/31/2014
Installation Date:

Test Date: 08/05/2014
Test Time: 12:10:38

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = c
Breath Tube = 45,7°C
Digital Sim = C

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

LI 1 T |

PUMP INFO
Flow Rate = 4.916 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1563 0.1569
MIN (V) 0.1539 0.1547

FILTER INFO

Filter 1 0.155 Zero = true
Filter 2 0.874 Zero = true
Filter 3 0.625 Zero = true

CALIBRATION CHECK
Xq = 0.086 3.60%
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