INSTALLATION REPORT

DataMaster DMT: 100163

Location: Bennington County SO i i
Calibration Date:  07/29/2014 o, Wara T
Certification Date: 07/31/2014 dawons < o
Installation Date:  08/18/2014 e N gl
Installed by: ROBERT DRISCOLL

Default Options Loaded

Di ic Re: Ac d Precision Check
Concentration =0.097 g/210L,
Lot # = 14-10-100
VERS IONS Range =0.092 -0.102
DMT: 1.01 Average =0.097 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 44,5°C S | ance T
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.73 V 0.10 - : : - 40.0
Cooler Voltage = 1.67 V ;Al o l:( /2101") |
Bias Voltage = 80 V 0.009| D PR | e R
Chopper Freq = 516 Hz Elow Rasa (L)
Flow Rate = 4.694 L/M 0. 07 s SRR — e P o T |
DETECTOR INFO
PUMP ON OFF 0.06 ~l24.0
MAX (V) =-0.1006 ~0.0963
MIN(V) -0.1030 -0.0996 L ~]20.0
FILTER INFO 0.04 S [T s ST L T DA 16.0
Filter 1 =0.097 Zero = true
Filter 2 0.697 Zero = true : 0.03 . S, W3 S———, W—— liz.0
Filter 3 0.422 Zero = true !
0‘ ............ L
CALIBRATION CHECK = s
Xq = 0.087 2.92% 0.01 -
0.00 /\’\\ 0.0
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INSTALLATION PASSED
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Performed by =2 e Date 08/18/2014

Reviewed by /{;(/C\ﬂé&: Date ‘3\\ “\‘LD\“\
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