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STATE OF VERMONT
- DEPARTMENT OF PUBLIC SAFETY
VERMONT FORENSIC LABORATORY
P.0. BOX 47
WATERBURY, VERMONT 05676-0047

TEL: 802-244-8788
FAX: 802+241+5557
E-MAIL: cjsOlab@state.vt.us
www.vfl.vermont.gov

DataMaster Supplies Request Form

| Please Fax, Mail or E-Mail to the Vermont Forensic Laboratory.

DATE: o¢/ [/ IS  DATAMASTER SERIAL NUMBER: /O@/éS’

NAME OF AGENCY: [Joncbesler _Bolice _De//;f

DATAMASTER SUPERVISOR: —‘Dﬂm’e/ STeere

E-MAIL: _ " /.572-% re (357; k. vl us
SHIPPING ADDRESS: 39 Main ST
g STREET NAME AND NUMBER *##*#% No PO, BOX’s *¥*¥**¥
P posTor VT_o5lss
CITY . STATE Zp
PHONE NUMBER: (802) 342 - 2022
SUPPLIES NEEDED

[] OUTH PIECES 100/BOX

SIMULATOR SOLUTION 2 BOTTLES

[[] DATAMASTER DMT OPERATOR USE LOGBOOK

[ 1 DATAMASTER DMT CHECK UP AND MAINTENANCE LOGBOOK
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DATAMASTER DMT OPERATOR USE LOG
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) DATAMASTER DMT MAINTENANCE LOG
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L 'Department/Agency DataMaster DMT Serial Number

' 9

P DATE TYPE OF SERVICE PERFORMED PERFORMED BY

» - : (Name and Title)
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» DataMaster Simulator Solution | | | |

""""""""""" OL#14-12-100  EtOHag Conc: & e Fi
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Log On Record History 0170115015
Test Test Name
Date Time -
DMT Serial Number #100165 Page 1 of 1 07/01/2015 4:41 PM



| Status Record History

Page 1
07/01/2015
Status Status
Date Time Test Type Status Message
DMT Serial Number #100165 Page 1 of 1 07/01/2015 4:40 PM
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Breath Record History ov/onsgers

Test Test  — ovérator Nafis Alcohol Alcohol Sim. Sim. SEGEIE MesSaE
Date Time g y P Val. 1 Val. 2 Conc. 1 Conc. 2 g
06/25/2015 20:05: 38| WINHALL PD DERRICK S TIENKEN 0.112 0,100
06/12/2015 22:06:15| SHAFTSBURY VSP WAYNE M GODFREY TNCOMPLETE 0,301 0.096 0.095
06/09/2015 09:39:16) HANCHESTER PD MICHAEL HALL 0.024 0.097
06/05/2015 17:31:11| SHAFTSBURY VSP WAYNE M GODEREY REFUSED 0.096

DMT Serial Number #100165 Page 1 of 1 07/01/2015 4:40 PM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100165

Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Installation Date:  10/11/2011

RPC Date: 06/13/2015
Supervisor Name: DANIEL B STEERE

Di i Basil : i Precision Chec}
Concentration =0.098 g/210L
Lot # =14-12-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.101 g/210L
PIC: 2.06 Std Dev = 0.0000
Modem: 2.4
Questions: 2.1 .
RFE ion Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.2°C Passed
SETTINGS
Lamp Voltage = 1.84 V
Cooler Voltage = 1.80 V
Bias Voltage = 80 Vv 0.10 - - ‘ : 40.0
Chopper Freq = 333 Iz o.00||——AleomoligraioL) |\ | | <5
PUMP INFO ﬁf Fl?w R;te(L{M)
Flow Rate = 5.364 L/M 0 .08 [seradenceadlellfle b 32.0
DETECTOR INFO b 1 T N -
TD o OFF 0,07 sz g .‘ ! 28.0
MAX (V) -0.0209 -0.0183 , N -
MIN(V) =-0.0228 -0.0199 ] : : v\\ w
FILTER INFO 0.05 -t : 20.0
Filter 1 -0.019 Zero = true | \
Filter 2 0.254 Zero = true 0 0§ [ 111 A s e e T 16.0
Filter 3 0.524 Zero = true ! i ; : :
CALIBRATION CHECK
Xg = 0.093 0.09% d.58 .0
O‘ Ol .................................................................. 4 iy o
: 0.00 :n ' i ‘ : i 0.0
Routine Performance Check Passed i e e
Performed by = Date 06/13/2015
Reviewed by Date

DMT Secrial Number #100165 Page 1 of 1
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