ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100165
Location: Manchester PD b
Calibration Date: 09/27/2011 j - s
Certification Date: 09/27/2011 b A0
Installation Date:  10/11/2011 RN i
APM Date: 05/13/2016
Performed by: ROBERT DRISCOLL
Di Result im Vapor T
Concentration =0.099 g/210L
Lot # = 15-09-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Simulator Vapor =0.094 g/210L
PIC: 2.06
Modem: 2.6 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 50.5°C Sample Acceptance Test
Breath Tube = 47.7°C Passed
Digital Sim = 34.2°C
SETTINGS
Lamp Voltage = 1.84 V
Cooler Voltage = 1.80 V
Bias Voltage =80 V 0.10 ; ‘ 40.0
Chopper Freg = 549 Hz o 0ol Alcohol (g/210L) las o
PUMP INFO —'Flow Ralte (L/M}:
Flow Rate = 5.304 L/M ST 1= FFVSNRUPNOVN UMD SOV SO S S
DETECTOR INFO | SRS (RSP TSRS /O ORI 8 AR SO
PUMP ON CFF ’
MAX (V)  0.0053 0.0098 0 2 OB | oo
MIN (V) 6 0057 o 66e1 =) PR R
FILTER INFO A e
Filter 1 0.009 Zero = true :
Filter 2 0.279 Zero = true L i
Filter 3 0.541 Zero = true
0 5 il
CALIBRATION CHECK
Xq = 0.092 0.38% SO [Eep— ——
APM PASSED X
NEST Therpmome .S'cU /1181 3EF
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