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DATAMASTER DMT OPERATOR USE LOG
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Breath Record Histor 573016
“_a M\ 06/09/2016
Test Test e Operator Name Alcohol Alcohol Sim. Sim. e —
Date Time gency, P val. 1 val. 2 | conc. 1 | conc. 2 g
05/28/2016 18:42: 52| WINHALL PD DERRICK S TIENKEN 0.100 0.101 0.097 0.097
05/27/2016 21:02:25| SHAETSBURY VSP LAUREN A RONHAN 0.082 0.095 0.097 0.087
05/21/2016 20:41:32| SHAFTSBURY VSP LAUREN RONAN REFUSED 0.097
05/27/2016 20:26: 32| SHAFTSBURY VSP LAUREN RONAH 0.097 RESPONSE TIMEOUT
05/21/2016 12:32:54| MANCHESTER PD JAMES W BLANCHARD 0.079 0.097
05/18/2016 01:04:27| manchester JAMES D BOSSONG 0.305 0.304 0.096 0.095
05/12/2016 21:09:09] MANCHESTER PD CHRISTOPHER I MASON 0,280 0.098
05/12/2016 21:01:07| MANCHESTER PD CHRISTOPHER L MASON 0.098 RESPONSE TIMEQUT
05/12/2016 20:50:41] MANCHESTER PD CHRISTOPHER L MASON 0.098 RESPONSE TIMEOUT
05/10/2016 00:20:32] MANCHESTER PD JASON THOMAS 0,221 0.097
05/09/2016 10:49:05] MANCHESTER PD JOSHUA K MOORE 0.016 0.098
05/05/2016 19:06: 33| Manchester ABBY ZIMMER REFUSED 0.099
DMT Serial Number #100165 Page 1 of 1 06/09/2016 1:06 PM
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Status Record History

06/09/2016

Status Message

Status Status TESE. e
Date Time yP
05/27/2016 20:29:48 DUI Subject Record RESPONSE TIMEOUT
05/12/2016 21:04:21 DUI Subject Record RESPONSE TIMEOUT
05/12/2016 20:53:57 DUI Subject Record RESPONSE TIMEQUT
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DMT Serial Number #100165



ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100165

Location: Manchester PD
Calibration Date:  09/27/2011
Certification Date: 09/27/2011
Installation Date:  10/11/2011
APM Date: 05/13/2016
Performed by: ROBERT DRISCOLL
Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.06

Meodem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 50.5°C
Breath Tubke = 47.7°C
Digital Sim = 34.2°C
SETTINGS

Lamp Voltage =1.84V
Cooler Voltage = 1.80 VvV
Bias Voltage =80 V
Chopper Fregq = 549 Hz

PUMP INFO
Flow Rate = 5.304 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0053 0.00%8
MIN (V) 0.0037 0.0081

FILTER INFO

Filter 1 0.009 Zero
Filter 2 0.279 Zero
Filter 3 0.541 Zero

CALIBRATION CHECK
Xg = 0.092 0.38%

APM PASSED

Performed by

b

true
true
true

Reviewed by

DMT Serial Number #100165

AAMIN S
S AW A METY

Simulator Vapor Test

Concentration =0.099 g/210L
Lot# =15-09-100
Range =0.094 - 0.104

Simulator Vapor =0.094 g/210L

RF Detection Test

Passed
Sample Acceptance Test
Passed
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