ROUTINE PERFORMANCE CHECE. REPORT

DataMaster DMT: 100166

Location: Shafisbury V5P
Calibration Daic;  09/27/2011
Certification Date:  09/27/2011
Installation Date:  06/08/2012

RPC Daie: 06/14/2013
Supervisor Name:  JESSE ROBSON

Diapgnostic Resulis : Accuracy and Precision Check
Concentration =0.101 g/210L,
3 Lot #f = [2-87-100
VERS TONS . Range = 0,096 - 0.106
DMI't 1.01 ) Average =0.100 g/2101,
PIC: 2.06 Sld Dov =0.0000

Modem: 2.4
Questions: 2.1

RT Deteetion Test

TEMPERATURES Pagsed
Sample Chawber = 49,1°C
“Breath Tube = 47.5°C Sample Acceptance Tesk
Digital Sim = 34.0°C Passed
SEITTINGS
Lanp Voltage = 1.74 V
Cooler Voltage = 1.70 V
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i e o Bl et - 28,0
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FILTER TNFO 0.05|-e e L 20.0
Filter 1  0.123 YZexro = true R 1 i
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CALIBRATION CHECK | |
Xg = 0.083 0,74% ] 0.02 . XN R ) o 8.0
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