ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100167
Location: dps vfl

Date: 12/02/2013
Time: 10:19:10

SUPERVISOR NAME:
ROBERT DRISCOLL ﬁCO

SOLUTION LOT #: 13-15-100

SOLUTION CONCENTRATION: 0.099

BLANK TEST 0.000 10:20
CALIBRATION CHECK PASSED 10:20
SIMULATOR VAPOR 33.9°C 0,093 10:20
SIMULATOR VAPOR 33.9°C 0.098 10:21
SIMULATOR VAPOR 33.9°C 0.098 10:22
SIMULATOR VAPOR 33.9°C 0.099 10:23
SIMULATOR VAPOR 33.9°C 0.099 10:24
SIMULATOR VAPOR 34.0°C 0.099 10:25
SIMULATOR VAPOR 34.0°C 0.099 10:26
SIMULATOR VAPOR 33.9°C 0.099 10:28
SIMULATOR VAPOR 34.0°C 0.099 10:29
SIMULATOR VAPOR 33.9°C 0.099 10:30
BLANK TEST 0.000 10:31
Average = 0.098
Std Dev = 0.001
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