ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100168

Location: WINHALL PD

Calibration Date:  07/30/2015
Certification Date: 07/30/2015
Installation Date: 07/31/2015
APM Date: 07/27/2016
Performed by:

Diagnostic Results

VERSICNS

DMT: 2.00
PIC: 2.06
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 41.8°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.90 Vv
Cooler Voltage = 1.88 V
Bias Voltage = 80 Vv
Chopper Freqg = 527 Hz

PUMP INFO
Flow Rate = 5.771 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0417 0.0463
MIN (V) 0.0398 0.0443

FILTER INFO
Filter 1 0.049 Zero = true
Filter 2 0.388 Zero = true
Filter 3 1.370 Zerxro = true

CALIBRATION CHECK
Xg = 0.107 0.98%

APM PASSED
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Simulator Vapor Test
Concentration =0.100 g/210L
Lot# =16-15-100
Range =0.095-0.105
Simulator Vapor =(0.098 g/210L
RF Detection Test
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

Diagnostic Results

VERSICNS

DMT: 2.00

PIC: 2.06
Mecdem: 2.6
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

Houonu

PUMP INFO
Flow Rate = 5.749

DETECTOR INFO
PUMP OoN

MAX (V) 0.0248
MIN(V) 0.0213

FILTER INFOQ
Filter 1
Filter 2
Filter 3

0.029
0.371
1.349

CALIBRATION CHECK
Xg = 0.108 0.16

APM FAILED

100168

WINHALL PD
07/30/2015
07/30/2015
07/31/2015
07/27/2016

ROBERT DRISCOLL

L/M

OFF
0.0280
0.0264

true
true
true
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Zero
Zero
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Simulator Vapor Test

Concentration
Lot#

Range
Simulator Vapor
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100168
Location: WINHALL PD
Calibration Date:  07/30/2015
Certification Date: 07/30/2015
Installation Date:  07/31/2015
APM Date: 07/27/2016
Performed by: ROBERT DRISCOLL
Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.06

Modem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 40.9°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.%0 v
Cooler Voltage = 1.88 V
Bias Voltage = B0 V
Chopper Freq = 526 Hz

PUMP INFO
Flow Rate = 5.777 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0250 0.0307
MIN (V) 0.0230 0.0280

FILTER INFC

Filter 1 0.028 Zero = true
Filter 2 0.374 Zero = true
Filter 3 1.349 Zero = true

CALIBRATION CHECK

Simulator Vapor Test

Concentration =0.099 g/210L
Lot# =16-03-100

Range =0.094 -0.104
Simulator Vapor =0.092 g/210L

Simulator out of range ReD ';I./ 25 / 74

Xq = 0.107 0.57%
APM FAILED

Performed by T KD Date 07/27/2016
Reviewed by Date
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SOLUTION CHANGE

DataMaster DMT: 100168

Location: WINHALL PD
Date: 07/27/2016
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration = 0,100 g/210L
Lot # =16-15-100
Range =0,095 -0.105
Average =0.099 g/210L
Std Dev = 0.0005

Simulator Temperature: 34.0°C

Performed by MEanadl (%) Date 07/27/2016
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