ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100170

Location: CANAAN PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date:  09/09/2011

RPC Date: 07/11/2016
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results cc isi c

Concentration =0.099 g/210L

Lot # = 16-05-100
VERSIONS Range =0.094 - 0.104
DMT: 2.00 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0004
Modem: 2.6
Questions: 2.1 RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C Sample Acceptance Test
Breath Tube = 45.1°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage = 1.53 VvV
Cooler Veoltage = 1.63 V 0.1% T 40.0
Bias Voltage = 80 V Alecohol (g/210L) ; ke
Chopper Freq = 539 Hz 0.09 Flow Rate(L/M) | , el
PUMP INFO e [ N -1
Flow Rate = 5.673 L/M

0.07| )
DETECTOR INFO "
PUMP ON OFF B U prmemmrp e L
MAX (V) -0.0778 -0.0758 i : | ) -
MIN(V) -0.0839 -0.0778 B0 ! i f } 200

f— L 1 || MRS . S|

FILTER INFO 004 ; 6.0
Filter 1 =0.077 Zero = true 0.63 BRI, 4 4 ® 19
Filter 2 0.467 Zero = true s
Filter 3 1.487 Zerxro = true

Q.02 80|
CALIERATION CHECK O VRO R 0
¥g = 0.092 0.95% : I/\\ | | )

i 0.00 ' ! i 0.0

Routine Performance Check Passed £ 3 75 TE = P =

Performed by A 4D Date 07/11/2016 %& /\Q.

Reviewed by Date

DMT Serial Number #100170 Page 1 of 1 07/11/2016 12:01 PM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100170
Location: CANAANPD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011 B e S
Installation Date:  09/09/2011 S G
RPC Date: 07/06/2016
Supervisor Name: JEFFERY M NOYES

Concentration =0.094 ¢/210L

Lot # =16-05-100
VERSIONS Range =(.089 - 0.099
DMT: 2.00 Average =0.101 g/210L
PIC: 2.06 Std Dev =0.0004
Modem: 2.6 Average out of range

Questions: 2.1 RCD ?/l?. ’H-

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Veoltage
Bias Voltage =
Chopper Freg = 542 Hz
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PUMP INFO
Flow Rate = 5.475 L/M

DETECTOR INFO

PUMP ON QREE
MAX (V) -0.0835 -0.0817
MIN (V) -0.0872 -0.0850

FILTER INFOC

Filter 1 -0.082 Zerc = true
Filter 2 0.460 Zero = true
Filter 3 1.480 Zero = true.

CALIBRATION CHECK
Xg = 0.0%2 0.95%

Routine Performance Check Failed

Performed by T e Wy, Date 07/06/2016

Reviewed by Date

DMT Serial Number #100170 Pagelof 1 07/12/2016 10:55 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100170

Location: CANAAN PD
Calibration Date: ~ 08/10/2011
Certification Date: 08/10/2011
Installation Date: ~ 09/09/2011

RPC Date: 07/07/2016
Supervisor Name: JEFFERY M NOYES

Diagnostic Results
Concentration =0.094 g/210L
Lot # =16-05-100
VERSIONS Range 0.089 - 0.099
DMT: 2.00 Average 0.100 g/210L
PIC: 2.06 Std Dev =(.0008
Modem: 2.6 Average out of range

Questions: 2.1 iﬂl> ?JRLL
TEMPERATURES

Sample Chamber
Breath Tube =
Digital Sim
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SETTINGS
Lamp Voltage
Cooler Voltage 1.83 V
Bias Voltage 80 Vv
Chepper Freq = 538 Hz

1.53 V

i

PUMP INFO
Flow Rate = 5.572 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) ~-0.0742 -0.0724
MIN (V) -0.0787 -0.0748

FILTER INFO

Filter 1 ~0.076 Zero = true
Filter 2 0.471 Zero true
Filter 3 1.492 Zero = true

CALIBRATION CHECK
Xq = 0.092 0.28%

Routine Performance Check Failed

Performed by EahaiiiAta Date 07/07/2016

Reviewed by Date

DMT Serial Number #100170 Pagelof 1 07/12/2016 10:55 AM
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