ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171

Location: St. Albans VSP

Calibration Date:  01/25/2012
Ceriification Date:  01/26/2012
Installation Date:  01/27/2012
RPC Dale: 06/20/2013

Supervisor Name: ROBERT DRISCOLL

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

Accuracy and Precision Check

Coneentration =0.101 g/210L
Lot # = 12-87-100
Range =0.096 - 0.100
Average =0.098 g/210L,
Std Dev =0.0000

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 47.6°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1,75 V
Cooler Voltage = 1.71 V
Bias Voltage = 81 V QA7 40.0
= 5 Eyyes: An
Chopper Freq 42 Hz Alcohol (g/210L) ‘
0.09 Elow Rate (B/H) |7t 36.0
PUMP INFO : ‘
Flow Rate = 5.765 L/M S]] P S S ?\/ 32.0
DETECTOR INFO 0.07 28.0
PUMP ON OFF ¥
MAX (V) -0.0722 -0.0697 o0 06 H 3 i )
MIN(V) -0.0740 -0.0711 B e e — :
FILTER INFO 0405 |l b L 20.0
Filter 1 -0.071 Zero = true 3 :
Filter 2 0.158 Zero = true s 1 b o S oo 16.0
Filter 3 0.977 Zero = true ;
Y i 12,0
CALIBRATION CHECK :
Xq = 0,082 0.:32% g.o02| 8.0
0.01 f ‘\ A-HH 4.0
Routine Performance Check Passed 0.00 — L 0.0
0 B 15 20 25 30
Performed by AATES D) Datc 06/20/2013

Reviewed by /L//t /C\K ) Date \9\2}\\‘7,.0\5
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171

Location: St. Albans VSP
Calibration Date:  01/25/2012

Ceriification Date: 01/26/2012

Installation Date:  01/27/2012

RPC Date: 06/20/2013

Supervisor Name: PATRICIA A WHITNEY

Diagnostic Resulls Accuracy and Prcmswn Check
Concentration =,
Lot # -

VERSILONS ' Range —

DMT: 1.01 Average =

PIC: 2.06 Std Dev =

Modem: 2.4 :

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 48.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.75 VvV
Cooler Voltage = 1.71 V
Bias Voltage = 81 V
Chopper Freq = 542 Hz

PUMP INFO
Flow Rate = 5.626 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0722  -0.0687
MIN(V) -0.0736 -0.0703

FILTER INFO

Filter 1 -0.070 Zero = true
Filter 2 0.159 Zero = true
Filter 3 0.97¢ Zero = true

CAT,IBRATION CHECK
Xg = 0.082 0.32%

Routine Performance Check Failed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171

Location: St. Albans VSP
Calibration Date:  01/25/2012

Certification Date: 01/26/2012

Installation Date:  01/27/2012

- RPC Date: 06/20/2013

Supervisor Name: PATRICIA A WHITNEY

Diagnostic Resulis Accuracy and Precision Check

Concentration -

Lot # e
VERSIONS Range =
DMT: 1.01 Average =
PIC: 2.06 ) Std Dev =
Modem: 2.4
Questions: 2.1
TEMPERATURES Fond simolator leaKing . Dar
Sample Chamber = 48.9°C pdlfh
Breath Tube = 48.1°C RO not maka (entact
Digital Sim = 33.9°C :

[.d Oring | Corréolfd Qarcmd

SETTINGS
Lamp Voltage = 1.75 Vv col
Cooler Voltage = 1.72 V feran g-fC frb‘h ' ﬁ(‘,ﬂ?
Bias Voltage =81 Vv é/ZﬁLj
Chopper Freq = 542 Hz

PUMP INFO
Flow Rate = 5.612 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0693 -0.0665
MIN(V) -0.0711 -0.0681

FILTER INFO

Filter 1 -0.067 Zexro = true
Filter 2 0.162 Zero = true
Filter 3 0.978 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.21%

Routine Performance Check Failed
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