ROUTINE PERFORMANCE CHECK REPORT

~ DataMaster DMT: 100171

Location: St. Albans VSP
Calibration Date:  01/25/2012
Certification Date: 01/26/2012
Installation Date:  01/27/2012
RPC Date: 02/19/2015

Supervisor Name: JAY RIGGEN

Diagnostic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
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SETTINGS
Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 5.705 L/M

DETECTOR INFO

PUME ON OFF
MAX (V}  0.1555 0.1577
MIN(V)  0.1537

FILTER INEO

Filter 1 0.158 Zerxo
Filter 2 0.374 FGRero
Filter 3 1.147 Eerxo

CALIBRATION CHECK
Xq = 0.082 0.53%

Rouﬁne Performance Check Passed

0.1559

true
true
true

Accuracy and Precision Check

Concentration =(.098 g/210L
Lot# - = 14-12-100
Range =0.093-0.103
Average =0.097 gf210L
Std Dev . =(0.0000
RF Detection Test

Passed

Sample Acceptance Test
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Performed by (2/7/\) Date . 02/19/2015
Reviewed by ‘Date
DMT Serial Number #100171 Pagelof} 02/19/2015 10:04 PM



Status Record History

Status
Date
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Time

Test Type
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Status Message

DMT Serial Number #100171
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DATAMASTER DMT MAINTENANCE LOG

4% Bibans o ppral

Department/Agency

DataMaster DMT Sena! Numbe; ‘

PERFORMED BY

.......................... OPENED: OZI 9 f 15

DATE TYPE OF SERVICE PERFORMED (Name and Titie)
N DataMaster Sifulator Solution i af S
R . DataMiaster Sirmulator Solution :
O L\\ ﬁ\\\\ [ For RPC | 0 bos0cs . ' Label Here] e
R T - Preparation Date: 9/10/2014 Expires: 9/10/2015 """"""""""""""""""""" 1 -—r‘p n }U%F

[ For RPC or S|mu|ator Solutlon Change Place Label Here]
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DATAMASTER DMT OPERATOR USE LOG =

s St Mbans Jool T/ |
Department/Agency * DataMaster DMT Senal Number
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