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SOLUTION CHANGE

DataMaster DMT: 100171

Location: St. Albans VSP ‘
Date: : 01/17/2015

Performed by: JAY RIGGEN

Accuracy and Precisi heck :

Concenfration ~ =0.098 g/210L
Lot# - =14-12-100
Range =0.093-0.103.,
Average . =0.097 g/210L

~ StdDev =0.0000

Simulater Temperature: 34.2°C

Performed by PO Date . OL/17/2015

DMT Serial Number #100171 Page 1 of 1 01/17/2015 11:31 PM



ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100171

Location: 8i. Albans VSP
Calibration Date: ~ 01/25/2012
Certification Date:  01/26/2012
Installation Date:  01/27/2012

APM Date: 01/09/2015
Performed by: -~ ROBERT DRISCOLL

Diagnostic Results _ : Sinmlator Vapor Test
. - Concentration =0.099 g/210L
< . . Lot# - =14-04-100
VERSIONS Range =0.094-0.104
DMT: 1.01 . Simulator Vapor =0.095 g/210L
PEIC: 2.06 : .
Modem: 2.4 .
Questions: 2.1 . RF Detection Test
Passed .
TEMPERATURES ’ .
Sample Chanber = 49.0°C Sample Acceptance Test
Breath Tube - = 45.8°C : : - Passed
Digital Sim = 34,1°%% ‘ :
SETTINGS
Lamp Voltage = 1.75 V
( Cooler Voltage = 1.72 V
Bias ‘Voltage =81 v 0.10 i H 40.0
, Chopper Freq = 545 Hz o 0oL] Aleohol (g/210L] 160
PUMP INFO . i Flow Rate(L/M} .
Flow Rate = 5.752 D/M 0.08 [ 12.0
DETECTOR INFO ' 0. 07l — lag.0
PUMP . ON OFF
MAX (V) 0.03573 G.0598 '
MIN(Y)  0.0555  0.0581 0.06 24.0
FILTER INFO ©0.03 20.0
FPilter 1 0.059 Zero = true i .
Filter 2 0.282 fero = true .04 16.0
Filter 3. 1.065 Zero = true .
0.03 12.0
CALTBRATION CHECK
%¥q = 0.081 0.95% 0.02 : 8.¢
Q.0L 4.0
' . 0,00 ( \ ‘ 0.0
APM PASSED | . s 5 10 15 20 25 30
- NEST Thettnomeder s/ 11919577 241 °C. <o
' ta e
: .
{ .
Performed by ~ s : Date 01/09/2015

-Reviewed by - - C e . .. Date

DMT Serial Number #100171 C Pagol of 1 T S | O1/09/2015 11:15 AN




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100171 |

Location: St. Albans VSP

Calibration Date:  01/25/2012

Certification Date: 01/26/2012 -
Ingtallation Date:  01/27/2012 o
APM Date: 01/09/2015

Performed by: ROBERT DRISCOLL

Diagnostic Regnits Simulator Vapor Test
' Concentration =0.099 g/210L

. Lot# = 14-04-100
VERSIONS Range =0.094 - 0.104
oMT: 1.01 Stmulafor Vapor =0.093 g2I0L
PIC: 2.06 Simulator out of range
Modem: 2.4 l -
Questions: 2.1 oo ali

| T EMPERATURES
Sample Chamber

Breath Tube
Digital ‘Sim

nuu
S
[
S
9
0

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Ereg

nmnug
(LY R

PUMP INFO
Flow Rate = 5.719 L/M

DETECTOR INFC

POME CN OFF

MAY (V) 0.0457 0.0480
MIN (V) 0-0439 0.0465

FILTER INFO .
Filter 1 0.650 Zexo = true
Filter 2 0.270 Zero = true
Filtexr 3 L.050 Zero = true

CALIBRATION CHECK
Xg = 0.081 1.17%

APM FAILED

Performed by = g Date 01/09/2015

. Reviewedby. . =~~~ Date

DMT Serial Number #100171 o ’ o ’ " Pagelofl o ' - Q100972015 10:53 AM



