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Test Test Alcohol Alcohol Sim Sim
) Agenc Operator Name T T Message
Date Time g ¥ P Val. 1 Val. 2 Conc. 1- Conc. 2 Status ¢
0670275015 23:101:41] 5T. ALBANS V&P DAVID FFINDEL g.1iz0 G, 054
06/05/2015 07:02:16] ST. ALBANS V4P JOHN BRUZAT 0.102 0.083
16/05/2015 16:06:56] 5T. ALBANS VSF RICHARD C STEPIEN 6.105 5,008 0.093 §.084
06/07/2015 05:12:06} OT. ALBANS VSE DANIEL € MARCELLUS §.070 G084
06/20/2015 02:37:06] ST.. ALBANS VSE JEY BIGGEN 0.176 G.052
06720/2015 %3:29:37| OT. ALBANS V&P RICHARD C STEPLEN 0.161 0.094
PMT Sertal Number #100171
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07/07/2615 9:14 AM



ROUTINE PERFORMANCE CHECK. REPORT
o
\t)/uxucﬁr p LS

DataMaster DMT: 100171

Location: 5t Albans VSP

Calibraiton Date:  01/25/2012
Ceriification Date: 01/26/2012
Installation Date: - 01/27/2012
RPC Date: 06/22/2015

Supervisor Name:  JAY RIGGEN

Diagnosiic Resulis

VERSIONS

DMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 45.7°C
Digital Sim = 34.2°C
SETTINGS

Lamp Veltage = 1.7 V
Cooler Voltage = 1.71 V
Bias Voltage = 81 v
Chopper Freq = 544 Hz

PUMP INFO
Flow Rate = 5.735 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V)  0.0847 0.0868
MIN(V)  0.0815 4.0854

FILTER INFO

Filter 1  0.087 Zero = krue
Pilter 2 0.314 Zero = true
Filter 3 1.082 Zero = true

CALIBRATION CHECK
Xg = 0.082 0.64%

Routine Performance Check Passed

Accuracy and Precision Check

Conceniration =(.099 g210L
Lot# = 14-15-100
Range =0.094 - 0.104
Average . =0.098 g/210L
Std Dev = {.0000
RF Detection Test

Passed

Sample Acceptance Test
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Performed by - Daie 06/22/2015
Reviewed by Date
DMY Serial Number #100171 Page 1 of 1 06/22/2015 8:29 PM



ROUTINE PERFORMANCE CHECK REPORT

PUMP INFO
Flow Rate = 5.583 L/M

DETECTOR INFO

PUMP ON OFF
Max (V) 0.0821 0.0852
MIN (V) 0.0803 0.0813

FILTER INFO

Filter 1 0.085 Zero = true
Filter 2 0.313 Z%ero = true
= true

Filter 3 1.087 Zero

CALIBRATION CHECK
Xq = 0.082 0.32%

Routine Performance Check Failed

Jewer D0 4
DataMaster DMT: 100171 ) -
Location: St. Albans VSP
Calibration Date:  01/25/2012
Ceritfication Date: 01/26/2012
Installation Date:  01/27/2012
RPC Date:; 06/22/2015
Supervisor Name: JAY RIGGEN
Diagnostic Resulis : ' Accuracy and Precision Check
Coneentration =
Lot# =
VERS IONS Range =
DMT: 1.01 Average =
PIC: 2.06 Std Dev =
Modem: 2.4 '
Questions: 2.1
TEMPERATURES
Sample Chamber = 48.8
Breath Tube = 45.7°C
Digital Sim = 34.1°¢
SETTINGS
Lamp Voltage = 1.75 V¥ <
Cooler Voltage = 1.71 V
Bias Voltage =81V
Chopper Freq = 543 Hz

P
. Date

Performed by

" Reviewed by : Date

DMT Serial Number #100171 . . Page1of 1

06/22/2015

06/22/2015 7:44 PM
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DATAMASTER DMT MAINTENANCE LOG

00| 7/
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Department/Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Naime and Title)

= —

o .
D}’\\ ﬂ\\ > [ For RFC' Range: 0,093 - 0,103

" . DatalMaster Simulator Solution
. lot#14-12-200  EtOHag Conc: 0,098

| For RPC or Simulator So!uiidn Change Place Label Here]

._&LCSU';-}ML Tieee fee T2 g fw

"""""""""""""""""" Preparation Date: 8/20/2014  Expires: 9/10/20i5 T e T]Q,V }U(/ P
.......................................... OPENED: 07// Fqf S U
' SO e W "
) ;‘(Z{F C— ) o VﬁﬂjS JJ_; /".
e

f%t;f@; L __—&W\M;g; Nt

D Co¥

4 DataMaster Simulator Solution
21 LT F or RPC OLot#14-15100  EtOHag Conc: 0,099 £/210L Label riﬁf'é]
4 Range:0.094-0204 T T

Preparation Date: 12/9/2014 Expires: 12/9/2015
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Status Record History

VSP-T5] \W?A\a /0013

Page 1
08/06/2015

Status
Date

Status
Time

~Test Type

p -
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t

Status Message

DMT Serial Number #100171

Page 1 of 1

08/06/2015 9:26 AM



{ | » i .
Breath Record Histor Ver =t s joo) = cace ©
ol 08/06/2015
%« Q&Cm 2015
Test Test Alcohol Alcohol Sim. Sim.
. Agenc or ITIA Status Message

Date Time g 4 Operat Name Val. 1 val. 2 Conc. 1 Ceonc. 2 tatu g
07/0372015 U1:43:38) &T. ALBANS VSP JAY RIGGEN 0.045 0.098
07/127201%8 23:00:50] ST. ALBANS VSP MICHAEL K ANDERSON 0,112 0.097
07/13/2018 D0:50:28] 8T. ALBANS VBF JOSEPH A PAQUETTE 0.138 0.116 0.007 5.097
07/31/2015 22:11:10] 6T. ALBANS V&P WICHAEL R ANDERSON REFUSED §.097
07/31/72015 35:31:17] 5T. ALBANS VSE MICHARL R _ANDERSON 0.068 0.088
DMT Serial Number #100171

Page 1 of 1

08/06/2015 9:24 AM
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DATAMASTER DMT MAINTENANCE LOG

ot fbans ey -

j oo Tl

Department/Agency

DataMaster DMT Serial Number .

TYPE OF SERVICE PERFORMED

PERFORMED BY

DATE (Name and Title)
L a DataMaster Simulator Solution gz i é,(:(,‘“‘}

A
P [ For RPC | Range: 0.093 - 0.103

"7 Lot#14-12-100°  EtOHaq Conc: 0,098

Label Here]

""""""""""""""""" = Preparation Date: 9/10/2014 Expires: 9/10/2015

TPM}U%F

02[]0[[!)

....... e OPENED:

R —

| For RPC or Simulator Solution Change Place Label Here]

Adsusied e 00 (1] v

[WiNYs

Aau;_f (@; F Savbvegs Al

Dot

---------------------------- @M@L&'U—“%

) ror RPC Otot#14-15-100  EtOHaq Conc: 0.099 g/210L
Range: 0.094 - 0.104

Preparatscm Date: 12/9/2014 Expires: 12/9/2015

OPENED:

QQZLhS

[ For RPC or Simulator Soiutlon Change F’Iace Label Here]
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. VSP-OU -Gl leeiS  7O01T 7!
Breath Record Histor , 9
O % \l\:;hw 2.0 WA 09/02/2015
Test Test Alcohol Alcohol 8im. Sim.
. Agenc Operator Name Status Message

Date Time g ¥ i3 val. 1 val. 2 Conc. 1 Conc. 2 g
08/06/2015 30:55:39] 9T. ALBANS V5P BENJAMIN M PATNGDE G.151 § 5%
08/15/2015 23:46:10] ST. ALBANG VBP NICHOLAS T OLSON 0.113 0.007
08/16/201% 03:02:46] ST. ALBANS VSP NICHOLAS L QOLSON 0.132 0.097
DE/17/2015 21:41:18] ST. ALBANG V&P MBTTEEW JOHNSON REFUSED G.05%
08/17/2015 22:01:09] ST. ALBANS VSP MATTHEW JOHNSON 0.069 0.086
08/25/3015% 04:45:09] 5T. ALBANS VSP EENJAMIN M PATNODE 0.137 5.007
0B/21/2015 02753:08] 5T. ALBANS V&P MICHAEL B ANDERSON 0.188 5.007
DMT Serial Number #100171 Page 1 of 1

09/03/2015 9:25 AM



Status Record History

VSP O] Glbles  JOos3

Page 1
09/03/2015

Status
Date

Status
Time

Test Type

/ng\ S0 ¢

Status Meésage

DMT Serial Number #106171

Page t of 1

09/03/2015 9:27 AM




- pATAMASTER DMT OPERATOR USE LOG

Véﬁ) b MD&KL__ Pug - <201< Joo1 1l
DepartmentlAgency . DataMaster DMT Serial Number
Simulator | Simulator

Date _ DMTOperafqr;s _Na.fnev | 'Subject’s Name Vapor 1 | Vapor2
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, ' c 4y Simulator { Simulator !
Date DMT Operator’'s Name Subject’s Name Vapor1 | Vapor2 i
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Va0 St fbpn S W@ 201<

DATAMASTER DMT MAINTENANCE LOG

)00 7 1

Department/Agency -

DétaMaste’r'DMT Serial Number '

PERFORMED BY

\
[ For RPG 4 Range: 0,093 - 0.103

""""""""""""""" — Preparation Date: 9/10/2014 Expires: 9/10/2015
s
ol ] K| l PS

.......................... _O_PENED:

DATE TYPE OF SERVICE PERFORMED " -
. : {Name and Title)
S DataMaster Simulator Selution e (o
"""""""""""""""""" Lot#14-12-100  EtOHaqg Conc: 0.098 T (Z ! é‘(’(’

1w JUSF ..

Ly

[ For RPC or Slmulator Solution Change Place Label Here]

Adsusted e, 0re (170 o s

&Q-a;_, f.@/(.} Sy s e

N

DGR

DatalViaster Slmulator Solution

[ r"or RPC Oitot#14-15100  EtOHag Conc: 0.099 g/210k
Range: 0.094 - 0,104
Preparation Date: 12/0/2014 Expires: 12/9/2015

oeneD: @ lo] 72 11K -

Label Here]
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