ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171
Localion: St. Albans VSP
Calibration Date:  01/25/2012
Certification Date: 01/26/2012
Installation Date:  01/27/2012
RPC Date: 10/29/2015
Supervisor Name: DREW E COTA

Routine Performance Check Passed

Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot# =15.07-100
VERSIONS Range =0.095-0.105
DMT: 2.00 Average =0.098 g/210L
PIC: 2.06 : Std Dev =0.0005
Modem: 2.6
Questions: 2.1
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 47.3°C Sample Acceptance Test
Digital Sim = 34.2°C ) Passed
SETTINGS
Lamp Veoltage = 1.7V
Cocler Voltage = 1.71 V
Bias Voltage = 81 V 0.10 T r ; - 40.0
Chopper Fregq = 544 Hz Alcohol (g/210L)
0.090 o Flow Rate (L/M} 777 36.0
PUMP INFO :
Flow Rate = 5.502 L/M 0. 080 S 32.0
DETECTOR INFO . .
PUMP oN GFE Q.07 28.0
MAX (V) 0.1098 0.1132
MIN(V)  ©.1079 0.1114 0.06 24,0
FILTER INFO ' 0.05 R R w260
Filter 1 0.111 Zero = true
Filter 2 0.337 FEero = true .04 R “J\mw e 16 )
Filter 3 1.110 Zero = true
: (O 1c ] S S % NN S SN M 12,0
CALIBRATION CHECK i
Xq = 0.081 0.21% 0. 07 B T B A P
0.01 4.0
3.00 Ml 0.0
i0

Performed by Qre=— Date 10/29/2015

_ Reviewed by ‘ Date
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171

Location: St. Albans VSP
Calibration Date:  01/25/2012
Certification Date: 01/26/2012
Installation Date:  01/27/2012

RPC Date: 10/15/2015
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results _ Accuracy and Precision Check
Conceniration =0.099 g/210L
Lot# =14-15-100
VERSIONS ’ Range =0.094-0.104
DMT: 2.00 Average ={.098 g/210L
PIC: 2.06 Std Dev = (1.0000
Modem: 2.6
Questions: 2.1 .
RF Detection Test -
TEMFERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 48,1°C Sample Acceptance Test
Digital Sim = 34,2°C Passed
SETTINGS
Lamp Voltage = 1,75V
Cooler Voltage = 1.71 V .
Bias Voltage = 81 V 0.10 ; i § :1 : 40.0
Chopper Freq = 543 Hz Alcohol {g/210L} H
0.091  Flow Rate(L/M) 36.0
PUMP INFOC -
Flow Rate = 5.636 L/M [0 I 0} 1 FETSSRTRS S 3% .0
DETECTOR "INFO 0 07 b (™ - {280
PUMP ON QFF ’ ’
MAX (V)  9.2065  0.2085 .
MIN (V)  0.2039 0.2075 0.06}- ' 2.0
FILTER INFO 0 . 05 I SRR 2 O . O
Filter 1 0.207 PZero = true
Filter 2 0.427 Zero = true L R A 11 S B Rl M : 16.0
Filter 3 1.187 Zerc = true
. L 0 ] R A I Il SR R 2.0
CALIBRATION CHECK
Xq = 0,082 0.42% a.02| ’ [RSUTROIY PSPV DU PU SO S: S 8.0
0.01 /\1 ( ------------ 4.0
1
ET T 0.a0 \ - 0.0
Routine Performance Check Passed 5 - 5 G 5 o5 3
Performed by = Date 10/15/2015
Reviewed by Date
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Vs St by s

DATANIASTER DMT MAINTENANCE LOG

Joe) T o

Department/Agency

DataMaster DMT Serial Number ’

PERFORMED BY

.
P [ FOI RF’CI Range: 0.093 - 0,103

DATE TYPE OF SERVICE PERFORMED (Name and Trio)
/.. DataMasterSimulatorSolution -~ - [21¢6E -~

" Lot#14-12-100  F£tOHaq Conc: 0.098

'Label Herg]

"""""""""""""""" Preparation Date: 9/10/2014 Expires! 9/10/2015
ol [ I 4 [ 15

.......................... OPENED:

[ For RPC or Simulator Solution Change Place Label Here]

Adsusredl Tirce pee (0 awr A

A&-y Lfc; (4 &wi\ﬂdas ANt

D, Codx

~DataMaster Simulator Solution

) I—OI' RPC Oilot#14-15-100  EtOHag Conc: 0.099 g/210L
Range: 0.094 - 0.104

Preparation Date: 12/9/2014  Expires: 12/9/2015

DataMaster Simulator Sojution
Lot#14-15-100  EtOHaqg Conc: 0.099 g/210L
Range: 0.094 -~ 0,104

[ For RPC CPreparatlon Date: 12/9/2014 Expires: 12/9/2015

OPENED:

o fé//s%r REO ;.

4 Db Ron_chnedt in fzaf-g«z‘e :.aulqhu: s cot_eft Y ]

_D&M/L{mém dake. Jo. L&Q.,syﬁfﬁadzé ﬂeu__éjjmare._.me!?;i!uL!J&g

/mnaf.r ed RPC |

ALC 803 REV 03 08/2011
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DATAMASTER DMT MAINTENANCE LOG

10017 |

V N Mbm

Department!Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

_______________________________________

- v e -

' DataMaster Simulator Soluticn -
'Lot#15-07-100  EtOHaq Conc: 0.100g/210L

. \ﬁ[ﬂhﬁ [ F(_l’_ RPGRange 0.095 - 0.105

: ;Preparatlon Pate: 5/14/2015 Expires: 5/11/2016

OPENED IU /;#/)5

Fied

RPC" P&?\Qﬂrmi Ublﬁ,wdm-p i]“LA/fL\ 6]’&&’417

10w lotn

o

e For RPC or Simulator Solution Change Place Label Here]

1AM Q/J{Méé&ci~~~@ e .y:

olt . Jm-—f/

P [ For RPC or S:mulator Solution Chanqe Place Label Here]

.
1]

- g e

“

{ For RPC or Simulator Solutlon Change Place Label Here] |
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Status Record History e

Status Status

\ Test Type Status Message
Date Time Yp 4
16/15/2015 14:32:51 Check-In Confirmation Record Simulator Out of Range
10/16/2015 22145145 DT Subject Record RESPONSE TIMEOUT
10/19/2015 03:28:51 DUT Subject Record RESPONSE TIMEOUT
10/23/2015 62:53:29 DUT Subject Record RESPONSE TIMEOUT

DMT Serial Number #100171 Page 1 of 1 11/02/2015 11:18




LrLrTcacil

DT UL U

1L el u.\ 11/42/2015
Test Test ngenc Operator Name Alcchol Rlcohol Sim. Sim. Status Message
Date Time . od ¥ e val. 1 Val. 2 Conc. 1 Conc. 2 g
10/0472048 06:57:18] &7, ALDENS VSE CHRIGTIAN HUNT 7.097 T.085
10/12/2015 17:26:23| V8P 87. ALEANS CORY L LOZIER REFUSED 0.093
10/15/2015% 14:31:22| VEL ROBERT DRISCOLL 0.093 Simulator Qut of Range
10/16/2015 22:42:28| 83T. ALEBANS VSF BENJAMIN M PATNODE 0.0387 RESPONSEZ TIMEQUT
10/15/2015% 05:25:30] 8T. ALBANS VP DAVID PFINDEL 0.087 RESPONSE TIMEQUT
10/19/2015 03:45:01[ 8T. ALBANS VSP DAVID PFINDEL 0.138 0.138 0.0%96 0.08%
1072072015 73:07:40] ST+ FLEANS B0 JOEL E DAUGREILE 0.083 7.078 PN 0.00¢
10/23/2015 02:50;12| 8T. ALBANS V8P OLSON L NICHOLAS 0.087 RESPONSE TIMEOUT
1072372015 03:10:08] 5T. ALBANE VaP 1 OLS0N L NICHOLAS 0.242 0.237 0.037 5.005
10/30/2013 20:37:15| vSP-8T. ALBANS CORY I LOZIER 0.272 0.097
DMT Serial Number #1006171 Page 1 of 1 11/02/2015 11:17 AM



