ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100171
Location: St. Albans VSP
Calibration Date:  01/25/2012
Certification Date: 01/26/2012
Installation Date: 01/27/2012

APM Date: 01/15/2016
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.100 g/210L
Lot# =15-07-100
VERSIONS Range =0.095-0.105
DMT: 2.00 Simulator Vapor =0.095 g/210L
PEC: 2.06
Modem: 2.6 i
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.2°C Sample Acceptance Test
Breath Tube = 44.8°C Passed
Digital Sim = 34.2°%
SETTINGS
Lamp Voltage = 1.75 Vv
Cooler Voltage = 1.71 V
Bias Voltage =81V 0.10 : 40.0
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