ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.0%
Modem: 2.6
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Veltage
Cooler Voltage
Bias Voltage
Chopper Freg

o nn

PUMP INFQC

100171

St. Albans VSP
01/25/2012
01/26/2012
01/27/2012
10/02/2016
JAY RIGGEN

Flow Rate = 5.610 L/M

DETECTOR INFO

PUMP ON
MAX (V) 0.2081
MIN (V) 0.2061

FILTER INFO

Filter 1 0.209
Filter 2 0.434
Filter 3 1.196

OFF
0.2106
0.2089

Zerxo = true
Zero = true
Zero = true

CALIBRATION CHECK
Xg = 0.083 1.38%

Routine Performance Check Passed
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Concentration =0.098 g/210L

Lot # =16-04-100

Range =0.093 - 0.103

Average =0.099 g/210L

Std Dev =0.0000

RF Detection Test

Passed
Sample Acceptance Test
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St. Albans October RPC

Riggen, Jay

Sun 10/2/2016 10:01 PM

To:Driscoll, Rob <Rob.Driscoll@vermont.gov>;

B 1 attachments (58 KB)
20161002213703444.pdf:

Hi Rob:
St. Albans October RPC print out is attached.
Just let me know if you need anything else.

-Jay

From: stalbans_copier@Vermont.gov <stalbans_copier@Vermont.gov>
Sent: Sunday, October 2, 2016 9:37 PM

To: Riggen, Jay

Subject: Message from "RNP0026731E25F4"

This E-mail was sent from "RNP0026731E25F4" (Aficio MP C4501).

Scan Date: 10.02.2016 21:37:03 (-0400)
Queries to: stalbans_copier@Vermont.gov

| )]
;00/?( af



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100171
Location: St. Albans VSP
Calibration Date:  01/25/2012
Certification Date: 01/26/2012
Installation Date:  01/27/2012
RPC Date: 10/02/2016
Supervisor Name: JAY RIGGEN

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
) Lot# = 16-04-100
VERSIONS Range =0.093 -0.103
DMT: 2.00 Average =0.099 g/210L
PIC: 2.06 Std Dev =(.0000
Modem: 2.6

Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 47.2°C , Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage =1.75 V
Cooler Voltage = 1.71 V
Bias Voltage = 81 V 0.10 S R SN N D 40.0
Chopper Freq = 544 Hz AlLcohol (g/210L
Q. Q3 Flow Rate(L/M) [7i i 36.0
PUMP INFO T
Flow Rate = 5.610 L/M 0.08 . } ...... 32.0
DETECTOR INFO 0. 07|wn O SO SO S S SO ; 28.0
PUMP ON OFF
MAX (V)  0.2081  0.2106 =
MIN(V)  0.2061  0.2089 P08 1240
FILTER INE‘O 0.05 i L L ity Lata fonaage G g Bvoara ot b 20-0
Filter 1 0.209 Zero = true .
Filter 2  0.434 Zero = true 0,04 ; <16.0
Filter 3 1.196 Zero = true [
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