ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102506
Location: Lamoille County SO
Calibration Date:  07/02/2013 e 4
Certification Date: 07/02/2013 : “;{@w‘:‘«‘;”
Installation Date:  07/02/2013 - "=
RPC Date: 06/30/2015
Supervisor Name: CHRISTIAN T WATSON
Di ic ts Accuracy and Precision Check e
Concentration =0.094 g/210L KO ©
Lot# =14-15-100
VERSIONS Range =0.089-0.099
DMT: 1.01 Average =0.098 g/210L
PIC: 2.05 Std Dev =(0.0000
Modem: 2.4
Questions: 2.1
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48.0°C 1 tance T
Digitel Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.78 V
Cooler Voltage = 1.77 V
Bias Voltage = 81 V 0.10 ‘ T 40.
Chopper Fregq = 536 Hz 0.0l Alcohol (g/210L) ! |36,
PUMP INFO ‘Flow Ra‘te(L/M) !
Flow Rate = 4.968 L/M 0.08 ‘L i i ! 32.
w |
DETECTCR INFO 0.07|-— € |28.
PUMP on OFF ‘ .
MAX (V)  0.4018 0.4037 ‘ , TP N £
MIN(V)  0.4002 0.4022 b ! AV ;
FILTER INFO 0.05|- — - - ' b= 200
Filter 1 0.402 Zero = true Had -
Filter 2 0.951 Zero = true 0.04 1 et ==-|16.
Filter 3 1.717 Zero = true ! A I
0.03 = eleemrt 12.
CALIBRATION CHECK ‘ ‘ [ |
Xg = 0.085 1.76% & sz " B P S S O | S oy
0.01 | - AR AR A e S H
Routine Performance Check Passed 0.00 h f\ﬂ f\ rﬂﬂr ﬂ L I Jo.
O 5 10 15 20 25 30 35 40 45 50 55 60

‘@7% /‘.,

Performed by ek e Date 06/30/2015 # {\\6
Reviewed by Date oz i /\\
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SOLUTION CHANGE

DataMaster DMT: 102506

Location: Lamoille County SO
Date: . 06/30/2015

Performed by: CHRISTIAN T WATSON

; 1 Precision Checl
Concentration =0.099 g/210L
Lot# =14-15-100
Range =0.094 -0.104
Average = 0.098 g/210L
Std Dev =(0.0000

Simulator Temperature: 34.2°C

Performed by 6 Lo ¥ g e — Date 06/30/2015
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