'ROUTINE PERFORMANCE CHECK REPORT

Paﬁklop ges =

DataMaster DMT: 102606
Location: Springfield PD
Calibration Date:  08/24/2011 sy, A«
Certification Date: 08/24/2011 Ml e
Installation Date:  09/20/2011 S e
RPC Date: 06/22/2012
Supervisor Name: CHRIS NORTON
Diagnostic Results Accuracy and Precision Check
Concentration = (.100 g/210L
Lot # = 12-45-100
VERSTONS Range =0.095-0.105
DMT: 1.01 Average =0.105 g/210L
PIC: 2.05 Std Dey =0.0000
Modem: 2.2
Cuestions: 2.0 X
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C Sample Acceptance Test
D.].r_rital Sim = 33.8 °e Passed '
SETTINGS
Lamp Voltage = 1.81 V
Cooler Voltage = 1.80 V
Bias Voltage = 80 V 0.10 g : ; 40.0
Chopper Freq = 561 Hz i
b e RS LI 1, 36.0
PUMP INTFO il a:tE( L
Flow Rate = 4.123 L/M 0,08 I I 32.0
DETECTOR INFO N
PUMP oN OFF 0.07 8.0
MAX (V) -0.0516  ~0.0504 i i ; i
MIN(V) ~-0.0535 -0.0524 I A S S T 24.0
FILTER INFO .05 |~ . skl | 9006
.Filter 1 -0.051 Zero = true i
Filter 2 0.371 Zexro = true (oY) e A 16.0
Filtex 3 1.344 Zero = true i
O . 03 e l’: f';
CALIBRATION CHECK .
K‘q = 0,082 0.52% Q.02 [ 18.0
0.01 J 4.6
Routine Performance Check Passed 0.00 : W : 0.0
0 10 =20 40 . 0 80 90
. DA I
Performed by CPAFTT 2 Date 06/22/2012 (,}<
Reviewed by (_94,6 (Qd‘/*— Date (,,,l ag\ L2k , u\
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:; 102606

Location: Springfield PD

Calibration Date:  08/24/2011 i & L
Certification Date: 08/24/2011 b v
Installation Date: ~ 09/20/2011 L i
RPC Date: 06/22/2012

Supervisor Name: CHRIS NORTON

Diagnostic Results Accuracy and Precision Check
) Concentration =0.098 g/210L

Lot # =12-73-100 ‘ cA\}
VERSTONS Range =0.093 - 0.103 " \3'
DMT: 1.01 Average ={.105 g/210L '

pICc: 2.05 Std Dev ={).0000

nélode::nf 242 . Average out of range
: lestions: .

TEMPERATURES
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

1.81 v
1.80 v
a0 v

562 Hz

o

|

PUMP INFO
Flow Rate = 4.105 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) ~0.05186 -0.0500
MIN(V) -0.0535 ~0.0518

FILTER INFO

Filter 1 =-0.051 Zero = true
Filter 2 0.370 Zero = true
Filter 3 1.343 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.84%

Routine Performance Check Failed

Performed by CEAT Date 06/22/2012
Reviewed by Date
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