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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 102706
Location: Stowe PD
Certification Date: 03/18/2014
Installation Date: 03/18/2014

Date: 04/18/2015
Time: 01:41:12

SUBJECT NAME:

TSR
DOB: JEEEIES AGE: 8B
GENDER: @
LICENSE #: SIS

CASE #: 15sT001380

TIME OF OPERATION: 00:54

LOCATION OF INCIDENT:
WEEKS HILL RD

TOWN: STOWE

COUNTY: LAMOILLE

TEST OPERATOR NAME:
SCOTT R KIRKPATRICK
AGENCY: STOWE PD

Obs. Period Start: 0l:26
BLANK TEST 0.000 01:42
CALIBRATION CHECK PASSED 01:42
SIMULATOR VAPOR 34.0°C 0.084 01:42
BLANK TEST 0.000 01:43
SUBJECT SAMPLE REFUSED 01:43

Subject refused.
Reason: none given

All alecohol values reported in g/210L
Sim. Vapor Concentration 0.088
'$im. Vapor Range 0.093 - 0.103
Lot #: 15-01-100

DMT Serial Number #102706

Page lof 1

05/10/2015 9:00 AM



DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 102706
Location: Stowe PD
Certification Date: 03/18/2014
Installation Date: 03/18/2014

Date: 04/11/2015
Time: (04:47:44

SUBJECT NAME:

ST OHET =S TR RRES
Dop: UNEEEESE McE: TR
GENDER: @

LICENSE #: UNNET

CASE #: 158T001303

TIME OF OPERATION: 03:21

LOCATION OF INCIDENT:
MOSCOW RD

TOWN: STOWE

COUNTY: LAMOILLE

TEST OPERATOR NAME:
CHRIS B ROGERS
AGENCY: STOWE PD

Obs. Period Start: 04:32
BLANK TEST 0.000 04:48
CALIBRATION CHECK PASSED 04:48
SIMULATOR VAPOR 34.0°C 0.095 04:49
BLANK TEST 0.000 04:45
SUBJECT SAMPLE REFUSED 04:50

Subject refused.
Reason: refused

All alcohol values reported in g/210L
Sim. Vapor Concentration . 0.098

Sim. Vapor Range 0.093 - 0.103
Lot #: 15~-01-100

DMT Serial Number #102706

Page 1 of 1

05/10/2015 8:59 AM



DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 102706
Location: Stowe PD
Certification Date: 03/18/2014
Installation Date: 03/18/2014
Date: 04/11/2015

Time: 04:11:39

SUBJECT NAME:

PRI O ONETI=STPTRRER
pop: JIIFENENR rcE: MM
GENDER: R
LICENSE #: Sl

CASE #: 15S8T001303

TIME OF CPERATION: 03:21

LOCATION OF INCIDENT:
MOSCOW RD

TCOWN: STCWE

COUNTY: LAMOILLE

TEST OPERATOR NAME:
CHRIS B ROGERS
AGENCY: STOWE PD

Obs. Period Start: 03:56
BLANK TEST 0.000 04:12
CALIBRATION CHECK PASSED 04:12
SIMULATOR VAPOR 33.9°C 0.094 04:12
BLANK TEST 0.000 04:13

RESPONSE TIMEOUT

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - 0.103
Lot #: 15-01-100

DMT Serial Number #102706

Pagelof 1

05/10/2015 8:59 AM



0.20 T T T 40.0
Alcohol {g/210L)
Flow Rate(L/M)
" 0.18 36.0
0.16 32.0
0.14 28.0
0.12 24.0
DUI SUBJECT TEST 0.10 20.0
STATE OF VERMONT
DataMater DMT: 102706 0.08 16.0
Location: Stowe PD ;
Certification Date: 03/18/2014 ”__,“——“"””-
Installation Date: 03/18/2014 o~
___________________________________________ 0.06 = : 12.0
Date: 04/06/2015
Time: 02:56:02 [
E 0.04 An() 8.0
SUBJECT NAME: . Ay
HR AN YA
DOB: NEEES® RGE: PP
GENDER: 48 0.02 ¢ \\.\ 4.0
LICENSE #: SIS
l
CASE #: 152301580 0.00 | 0.0

TIME OF OPERATION: 01:32 ' 0 5 10 115 20 25 30
LOCATION OF INCIDENT: .

SOUTE MAIN ST
TOWN: WATERBURY
COUNTY: WASHINGTON

TEST OPERATOR NAME:
CHRIS BROWN
AGENCY: MIDDLESEX VSP

Cbs. Period Start: 02: 40
BLANK TEST 0.000 02:56
CALIBRATION CHECK PASSED 02:57
SIMULATCR VAPOR 33.9°C 0.095 02:57
BLANK TEST 0.000 02:58
SUBJECT SAMPLE (Vol=2.4L} 0.070 02:58

2nd TEST NOT REQUESTED

All alcohel values reported in g/210L
Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - 0.103
Lot #: 15-01-100

DMT Serial Number #102706 Page 1 of 1 05/10/2015 8:59 AM
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DUI SUBJECT TEST

STATE OF VERMONT

DataMatexr DMT: 102706
Location: Stowe PD
Certification Date: 03/18/2014
Installation Date: 03/18/2014

Date: 04/04/2015
Time: 03:41:18

SUBJECT NAME:
CACHARY MO RMESTNS

DOB: UNNRY AGE: &P

GENDER: &

LICENSE #: J

CASE #: 155T001226
TIME OF OPERATION: 02:33
LOCATION OF INCIDENT:

WEST HILL/SHAWS PARKING LOT
TOWN: STOWE d
COUNTY: LAMOILLE

TEST OPERATOR NAME:
SCOTT R KIRKPATRICK
AGENCY: STOWE PD

Obs. Periocd Start:

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.9°C 0.095
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=2.7L) 0.147

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.098
0.093 - 0.103

Sim. Vapor Range
Lot #: 15-01-100

0.02

0.00

DMT Serial Number #102706

Page 1 of 1
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Alcohol (g/210L)

~——— Flow Rate|{L/M)
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 102706
Location: Stowe PD
Certification Date: 03/18/2014
Installation Date: 03/18/2014
Date: 04/04/2015

Time: 03:22:12

SUBJECT NAME:
B30 % st T IR A L Te ey _
DoB: G »cE: @

GENDER: @
LICENSE #: G,

CASE #: 155T001226
TIME OF OPERATION: 02:33
LOCATION OF INCIDENT:

WEST HILL/SHAWS SUPERMARKET
TOWN: STOWE
COUNTY: LAMOCILLE

TEST OPERATCR NAME:
SCOTT R KIRKPATRICK
AGENCY: STCOWE PD

Obs. Period Start: 03:07
BLANK TEST 0.000 03:23
CALIBRATION CHECK PASSED 03:23
SIMULATOR VAPOR 34.0°C 0.085 03:23
BLANK TEST 0.000 03=24
SUBJECT SAMPLE REFUSED 03:24

Subject incapable of providing sample.
Reason: burped

All alcochol values reported in g/210L
Sim. Vapor Concentration 0.088

Sim. Vapor Range 0.093 - 0.103
Lot #: 15-01-100

DMT Serial Number #102706

Pagelof1

05/10/2015 8:57 AM



0.25

DUI SUBJECT TEST

0.15

STATE OF VERMONT

DataMater DMT: 102706
Location: Stowe PD

Certification Date: 03/18/2014
Installation Date: 03/18/2014

Date: 04/03/2015
Time: 23:20:53

SUBJECT NAME:

B o s PR i b v
DOB: (NN :GE: B
GENDER: @@

LICENSE #: T

CASE #: 155T001223

TIME OF OPERATION: 21:37

LOCATION OF INCIDENT:
GOLDBROCK RD

TOWN: STOWE

COUNTY: LAMOILLE

TEST OPERATOR NAME:
DAVID M ENIGHT
AGENCY: stowe

Obs. Period Start:

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST _

SUBJECT SAMPLE (Vol=1.7L)

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT S2MPLE

BLANK TEST

2nd TEST NOT REQUESTED

0.000
PASSED
0.095
0.000
0.170

0.000
PASSED
0.094
0.000
INCOMPLETE
0.000

All alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vapor Range
Lot #: 15-01-100

0.098
0.093 - 0.

103

0.10

0.30

0.25

0.10

0.05

0.00

DMT Serial Number #102706

Page 1 of 1
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Alcohol (g/210L)
——— Flow Rate(L/M)
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05/10/2015 8:56 AM



Alcchol (g/210L)
—— Flow Rate(L/M)

0.25 33.3

26.7

DUI SUBJECT TEST \

20.0

STATE OF VERMONT

DataMater DMT: 102706

Location: Stowe PD \\\

Certification Date: 03/18/2014 o 0.10 13.3
Installation Date: 03/18/2014 ) ’

?

Date: 04/01/2015
Time: 13:52:48

SUBJECT NAME:

SEUTTERST=ERID
DOE: uEENeEIR: ncE: @
GENDER: @
LICENSE #: JENNS

CASE #: 15ST001195 o 0.0
TIME OF OPERATION: 12:45 i 3 10 15 20 25 30
LOCATION OF INCIDENT: 5.245 ; : ; 40.0

MOUNTAIN RD ' ?
TOWN: STOWE

0.05 6.7

Alcohol {g/210L}
COUNTY: LAMOILLE . | | ———"Fkew Rate L/

TEST OPERATOR NAME:
N MOGERLEY
AGENCY: STOWE PD

Obs. Period Start: 13:37 -

BLANK TEST 0.000 13:53
CALIBRATION CHECK PASSED 13%53 0.20 26.7
SIMULATOR VAPOR 33.9°C 0.095 13:54 . / )

BLANK TEST 0.000 13:55
SUBJECT SAMPLE (Vel=2.0L)} 0.226 13:55 (

0.25 33.3

BLANK TEST 0.000 13:57
CALIBRATION CHECK . . PASSED 13:57
SIMULATOR VAPOR 33.9°C 0.095 13:57 0.15 20.0
BLANK TEST 0.000 13:58 r‘

SUBJECT SAMPLE (Vol=1.6L) 0.226 13:59

All alcchol values reported in g/210L A
Sim. Vapor Concentration 0.098 0.10 13.3
Sim. Vapor Range 0.093 - 0.103
Lot #: 15-01-100

0.00 i 0.0
0 5 10 15 20 25 30

DMT Serial Number #102706 Page 1 of 1 05/10/2015 8:55 AM



