DataMaster DMT Monthly Update Check-list

Department/Agency: STouwe Lo DM serial #:____joz2 2 0&
Supervisor. f Jo vy CZ kv :\Q) L:(J Date: 7 | & | IS

Provided None this month
Operators Logbook

Maintenance Logbook

Breath Summary Report

Status Summary Report
Calibration Report‘

Certification Repoft

Installation Report

Annual Preventative Maintenance
Routine Performance Check

Simulator Solution Change
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Other Reports

List other report type and date:
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DATAMASTER DMT OPERATOR USE LOG
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De_partment/Agency "~ -DataMaster DMT Serial Number
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DATAMASTER DMT MAINTENANCE LOG
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Department/Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Simulator Solution

==V IdSLEr simulator Solution

....................... Lot#15-01-100  EtOHag Cone: 0.098 g/210L
[ For RP( Range: 0.093 - 0.103 g/210L

______________________ Preparation Date: 1/21/2015 Expires: 1/21/2016
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DataMaster Simulator Solution |
Lot #15-05-100  EtOHaq Conc: 0.099 g/210L
[ For F range: 0.094- 0.104 g/2101

“lace Label Here] -

DataMaster Simulator Solution
Lot#15-05-100 - EtOHaq Conc: 0.099 g/210L
[ FORange: 0.094- 0.104 g/210L
"""""" “Preparation Date: 2/19/2015 Expiﬁs: 2/19/2016
/7 .
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___________ IPENED: & ‘S L> €

2 Place Label Here]

DataMaster Simulator Solution
______________________ LA AET JiUiator »olution

Lot#15-03-100  EtOHaq Conc: 0.099 g/210L
[ For RPC Range: 0.094 - 0.104 g/210L

: Preparation Date: 6/24/2015 Expires: 6/24/2016

- ce Label Here]
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rea eCcor 1STOry 09/06/2015
Test Test Alcohol Alcohol Sim. Sim.
. Agenc Operator Name Status Message
Date Time g y p val. 1 Val. 2 Conc. 1 Conc. 2 g
08/04/2015 21:28:06] STOWE PD SCOTT R _KIRKPATRICK 0.186 0.097
08/14/2015 00:17:34] STOWE PD N MOGERLEY 0.104 0.097
08/15/2015 03:07:11] Stows RYAN T CASHIN 0.073 0.095
08/22/2015 02:26:02] STOWE PD SCOTT R KIRKPATRICK REFUSED 0.097
08/28/2015 02:55:27| STOWE BD N MOGERLEY 0.121 0.085
08/28/2015 23:16:05] STOWE PD SCOTT R KIRKPATRICK 0.103 0.110 0.095 0.095
DMT Serial Number #102706 Page 1 of 1 09/06/2015 9:30 PN



Status Record History

Page 1
09/06/2015

Status Status
Date Time Test Type Status Message
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