DataMaster DMT Monthly Update Check-list

Department/Agency: _{7;/!'-’- Al Q.

Supervisor:____Dav./ /&//)«w 76

Operators Logbook
Maintenance Logbook
Breath Test History Rebort
Status History Report

Log On History Report
Calibration Report
Certification Report
Installation Report

Annual Preventative Maintenance
Routine Performance Check
Simulator Solution Change

Other Reports

List other report type and date:
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DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Simulator Solution
--------------------- Lot # 15-01-100
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DataMaster Simulator Solution
- Lot#15-09-100  EtOHaq Conc: 0.099g/210L
[ For R C Range: 0.094 - 0.104 g/210L
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Breath

Record History

rage 1
08/04/2015

Test Test — - R — Alcohol | Alcohol ©Sim. Sim. Status Message
Date Time g Y P Val. 1 Val. 2 Conc. 1 conc. g
07/06/2015 00:47:08| STORE PD CHRISTOPHER B ROGERS 0.1268 0.126 0.095 0.095
07/13/2015 01t47:27| STOWE ED SCOTT R KIRKPATRICK THCOMPLETE 0.175 0.094 — )
07/18/2015 00:29:57| STGWE PD JON K ZYGMUNTOWICZ 0.112 0,095
07/19/2015 23:29:27| Stowe Police Department RYAH T CASHIN 0.111 0.107 0,004 0.094
G7/20/2015 07:35:44| STOAE PD STEVEN STEWART 0.050 0.095
07/25/2015 01:09:22| STOWE PD SCOTT R _KIRKPATRICK 0.126 0.004 0.094 RESPONSE TINEOUT
07/25/2015 01:32:21| STOWE PD SCOTT R KIRKPATRICK 0.121 0.117 0,004 0.094
07/31/2015 03:22:14| STGWE PD SCOTT KIRKPATRICK 0.093 Simulator Out of Range
07/31/2015 03:27:07| STOAE BD SCOTT KIRKPATRICK 0.138 0.094

DMT Serial Number #102706
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Status Record History

Page 1
0B/04/2015

Status Status

; Test Type Status Message
Date Time ¥p g
07/25/2015 01:15:53 DUI Subject Record RESPONSE TIMEOUT
07/31/2015 03:23:44 DUI Subject Record Simulator Out of Range

DMT Serial Number #102706
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SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 07/31/2015
Performed by: DAVID M KNIGHT

Accuracyv and Precision Check

Concentration =0.099 g/210L
Lot # = 15-09-100
Range =0.094-0.104
Average =0.097 g/210L
Std Dev =(.0000

Simulator Temperature: 34°C

Performed by Pl — & Date 07/31/2015

DMT Serial Number #102706 Page 1 of 1 07/31/2015 5:10 AM



