| Certification Report

DataMaster DMT Monthly Update Check-list

Department/Agency: ;75./1/\/& Fi2 DM serial#: /9% Fo&
Supervisor:lp ,&/6‘1 Lj/ : Date: </ / { / /)/
| Provided None this month

Operators Logbook
Maintenance Logbook
Breath Test History Report
Status History Report

Log On History Report
Calibration Report

Installation Report
Annual Preventative Maintenance
Routine Performance Check

Simulator Solution Change
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Other Reports

E\D\DE\RQQDDDDD

List other report type and date:
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Department/Agency DataMaster DMT Serial Number
DATE | v TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)

DataMaster Simulator Solution

--------------------- Lot #15-01-100  EtOHaq Cong: 0.098 g/210L S FW
I [ FOI’ RP( Range: 0.093 - 0.103 g/210L ~a label Herel
5 ffﬁ { ... Preparation Date: 1/21/2015 Expires: 1/21/2015 .................................
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Breath Record Histor A

i M\ 04/05/2015
Test Test Agenc Operator Name Alcohecl Alcohol Sim. Sim. Status Message
Date Time g ¥ P Val. 1 Val. 2 Conc. 1 Conc. 2 g

01/01/2015 00:15:43| MIDDLESEX V&P CHRIS EBRCWN REFUSED 0.094

01/01/2015 00:34:58] MIDDLESEX VSP CHRIS BROWN 0.06% 0.093

01/02/2015 20:01:17| STOWE PD LUCAS MARCOUX 0.094 RESPONSE TIMEOUT

01/02/2015% 20:14:44] STOWE PD LUCAS MARCOUX REFUSED 0.094

01/G4/2015 02:15:45| STCWE PD TUCAS MARCOUX 0.108% 0.101 0.084 0.094

01/08/2015 03:41:12| MIDDLESEX VSP CHRIS BROWN 0,092 Simulator Cut of Range

01/10/2015 03:22:27| STCWE PD N MOGERLEY 0.19% G.095

01/14/2015 01413:39] STOWE PD LUCAS MARCOUX 0.093 Simulator Out of Range

01/14/2015 01:16:43] STOWE PD LUCAS MARCOUX 0.176 0.0%4 0.0%4

01/14/2015 19:20:51| STOWE PD DAVID M KNIGHT 0.000 0.094

01/23/2015 00:28:59] STOWE FD LUCAS MARCOUX REFUSED 0.085

Q1/25/2015 02:06:23] stowe N MOGERLEY 0.126 0.085

01/27/2015 04:00:04) STOWE PD JOSHUA R LANNEY $.083 RESPCNSE TIMECUT

01/27/2015 04:22:26) STOWE ED JOSHUA R LANNEY G.0B9 0.092 0.094 0.0085

01/31/2015 20:49:40| STOWE PD LUCAS MARCOUX 0.135% 0.094

02/06/2015 02:21:14] STOWE PD N MOGERLEY 0.093 Simulator Qut of Range

02/06/2015 02:24:16; STOWE BD N MOGERLEY 0.183 0.09%4

02/07/2015 01:55:40! STOWE PD JON K ZYGMUNTOWICZ 0.155 0.151 0.095 0.093

02/12/2015 16:43:02) STOWE PD N MOGERLEY 0.078 0.095

02/12/2015 20:26:08} STOWE PD LUCAS MARCOUX 0.0893 Simulator Qut of Range

02/12/2015 20:44:12| STOWE PBD LUCAS MARCOUX ¢.0%8 0.094 0.098 RESPONSE TIMEOUT

02/15/2015 03:20:21{ STOWE PD CHRISTOFPHER B ROGERS 0.166 0.094

02/15/2015 03:41:32]| STOWE PD LUCAS MARCOUX INCOMPLETE INCOMPLETE 0.084 Blank Error

02/117/2015 04:08:04| STOWE PD DAVID M KNIGHT INCOMPLETE Q.160 0.094 0.085%

02/21/2015 00:30:28| STCWE PD SCOIT R KIRKPATRICK 0.187 0.094

02/21/2015 02:53:42| STOWE PD SCOTT R KIRKPATRICK 0.086 0.094 0.095

02/21/2015 03:17:00| STCWE PD SCOTT R KIRKPATRICK 0.08% 0.094 0.085 RESPONSE TIMEQUT

02/21/2015 03:23:03]| STCWE PD SCOTT R KIRKPATRICK 0.0896 RESPONSE TIMEQUT

02/21/2015 £3:30:31] STCWE PD SCOTT R KIRKPATRICK 0.080 0.085 RESPONSE TIMEQOUT

02/28/2015 05:29:21] STOWE PBD LUCAS MARCOUX 0.123 0.120 0.094 0.0%4

03/07/2015 01:43:53] STOWE ED SCOTT R KIRKPATRICK 0.205 0.203 0.094 0.094

Q3/08/2015 22:50:20| stowe pd DAVID M KNIGHT 0.094 RESPONSE TIMEQUT

03/08/2013 22:55:28| STOWE PD DAVID M KNIGHT REFUSED 0.0384

03/09/2015 01:14:15] STORE PD SCOTT R KIRKPATRICK REFUSED 0.084

03/13/201% 16:34:44] stowe pd DAVID M KNIGHT G.0827 0.094

03/16/2015 19:40:53) STOWE PD N MOGERLEY 0.135 0.136 0.094 0.094

03/16/2015 23:129:20| STOWE PD N MOGERLEY 0.133 0.094

03/18/2015 04:15:07) STOWE PD SCOTT R KIRKPATRICK 0.112 0.110 0.093 0.083

03/21/2015 04:10:13] STOWE PD SCOTT R KIRKPATRICK REFUSED 0.094

03/27/2005 23156:37] STOWE 2D JON K ZYGMUNTOWICZ REFUSED 0.095

03/28/2015 00:19:34} STOWE FD JON K ZYGMUNTOWICZ 0.087 0.088 0.09% 0.086

04/01/2015 13:52:48) STOWE PD N MOGERLEY 0.226 0.226 0.095 0.095

04/03/2015 23:20:53| stowe DAVID M EKNIGHT 0.170 INCOMPLETE 0,085 0.094

04/04/2015 03:22:12] STOWE PD SCOIT R KIRKPATRICK REFUSED 0.085

04/04/2015 03:41:18] STOWE PD SCOTT R KIRKEATRICK 0.147 0.095

DMT Serial Number #102706
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Status Record History
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Status Status
Date Time Test Type Status Message

01/02/2015 20:04:37 DUI Subject Recerd RESPONSE. TIMEQUT
01/08/2015 03:42:45 DUI Subject Record Simulator Out of Range
01/14/2015 01:15:11 DUI Subject Record Simulator Out of Range
01/21/2015% 04:03;22 DUI Subject Record RESFPONSE TIMEOUT
02/06/2015 02:22:43 DUI Subject Record Simulator Qut of Range
02/06/2015 03:36:14 RPC Record RF NOT DETECTED
02/12/2015 20:27:37 DUI Subject Record Simulator Out of Range
02/12/2015 20:52:40 DUI Sukject Record RESPONSE TIMEOUT
02/15/2015 03:50:07 DUI Subject Record Blank frror

02/21/2015 03:23:35 DUI Subject Record RESPONSE TIMEQUT
02/21/2015 03:28:21 | DUT Subject Record RESPONSE TIMEOUT
02/21/2015 03:35:09 DUI Subject Record RESPONSE TIMECUT
03/08/2015% 22:53:35 DUI Subject Record RESPONSE TIMEGUT

DMT Serial Number #102706
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Log On Record History 04 /053015
Test Test N
Date Time ane
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SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 03/18/2015
Performed by: KYLE R WALKER

Accuracy and Precision Check

Concentration =0.098 g/2101,
Lot# =15-01-100
Range =0.093-0.103
Average = 0,096 g/210L
Std Dev = 0.0000

Simulator Temperature: 33.9°C

Performed by / aid W

DMT Serial Number #102706

Date

Page 1 of I

03/18/2015

03/18/2015 7:38 AM




