DataMaster DMT Monthly Update Check-list

Department/Agency: 5’/::/\/‘(’/ po /r i

Supervisor:/D/; 4] a/ [j//)j /»7L

Operators Logbook
Maintenance Logbook
Breath Test History Report
Status History Report

Log On History Report
Calibration Report
Certification Report
Installation Report

Annual Preventative Maintenance
Routine Performance Check
Simulator Solution Change

Other Reports

List other report type and date:

Provided
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DM serial # /92704
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None this month
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Department/Agency DataMaster DMT Serial Number

PERFORMED BY
DATE TYPE OF SERVICE PERFORMED (Name and Title)

DataMaster Simulator Solution T
-~ ]
I lot#15-01-100  EtOHaq Conc: 0.098 g/210L e o % ;
o5 | [For RP( Range: 0.093 -0.103 g/210L se Label Here]
5 [S]] e Preparation Date: 1/21/2015 Expires: 1/21/2016

OPENED: \3/18!'5 'I-P‘V"

DataMaster Simulator Solution

Lot # 15-05-100 EtOHaq Conc: 0.099 g/210L
-2/ [ For F range:0.094-0.104 g/210L lace La!
2 / - e Preparation Date: 2/19/2015 Expires: 2/19/2016
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[ For RPC or Simulator Sclution Change Place Label Here]
[ ‘-“or RPC or Smulauor Solumn Cnange Place Label Herg]
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Status Record History 06/0273015
Status Status
Date Time Test Type Status Message
DMT Serial Number #102706 Page 1 of 1 06/02/2015 7:35 AM
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Log On Record History 06/02/3015
Test Test NEHE
Date Time —
DMT Serial Number #102706 Page 1of1 06/02/2015 7:36 AM
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SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 05/23/2015
Performed by: DAVID M KNIGHT

A and Precision Check
Concentration =0.099 g¢/210L
Lot# =15-05-100
Range =0.094 - 0.104
Average =0.096 g/210L
Std Dev =0.0000

Simulator Temperature: 34°C

Performed by W Date 05/26/2015

DMT Serial Number #102706 Page 1 of 1 05/26/2015 10:27 PM



