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ACCURACY & PRECISION REPORT
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STATE OF VERMONT

DataMater DMT: 102806

Location: VPA

12/02/2013
10:17:46

Date:
Time:

SUPERVISOR NAME:

ROBERT DRISCOLL ACO
SOLUTION LOT #: 13-15-100
SOLUTION CONCENTRATION:

BLANK TEST
CALIBRATION CHECK
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DMT Serial Number #102806
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