VERMONT FORENSIC LABORATORY

PO BOX 47
WATERBURY, VERMONT 05676-0047
. - TEL: 802-244-8788
CASESRRY TAX: 802-241-5557
¢ http://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Orange County SO DataMaster Serial #: 102906
Date: 9/18/2014 Requestor: Michael Welch
Instrument Supervisor: Michael Welch Phone #: (802) 685-4875

Taken By: Robert Driscoll

Problem: DMT Supervisor concerned with simulator solution depletion.

Laboratory Response: Robert Driscoll to troubleshoot on site.

Work Performed: Leak checked simulator and found to be tight. Checked all tubing connections
within the instrument and the simulator tower. The connections in the tower were a bit loose so
trimmed back the Tygon tubing for a more secure fit. Changed the simulator solution and
performed the October RPC and completed the APM. DMT Supervisor to monitor simulator
solution usage.
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102906

Location: Orange SO
Calibration Date:  10/22/2013
Certification Date: 10/22/2013
Installation Date:  10/23/2013

RPC Date: 09/18/2014
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results

VERSTONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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Flow Rate = 3.953 L/M

DETECTOR INFO

PUMP ON
MAX (V) 0.0541
MIN (V) 0.0522

FILTER INFO

Filter 1 0.05
Filter 2 0.39
Filter 3 1.52

OFF

0.0567

0.0541
6 Zero = true
5 Zero = true
0 Zero = true

CALIBRATION CHECK

Xq = 0.137 0.

20%

Routine Performance Check Passed

Acc d Precision Check
Concentration =0.099 g/210L
Lot = 14-01-100
Range =0.094 - 0,104
Average =0.096 g/210L
Std Dev =0.,0000

RF Detection Test
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 102906

Location: Orange SO
Calibration Date:  10/22/2013
Certification Date: 10/22/2013
Installation Date:  10/23/2013
APM Date: 09/18/2014
Performed by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questionsg: 2.1

ROBERT DRISCOLL

imulator or Test

Concentration =0.099 g/210L
Lot # =14-01-100
Range =0.094 - 0.104
Simulator Vapor =0.098 g/210L
RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 47.6°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1.7L Vv
Cooler Voltage = 1.81 V
Bias Voltage = 120 Vv 0.10 . . T 40.0
GlEEeR RENE S SR i - Alcohol(g/210Ly M ¢+ —
PUMP TNFO Flow Rate(L/M)
Flow Rate = 3.983 L/M (0 [ o ——. S— 32.0
DETECTOR INFO [ e A
PUMP ON OFF 0.07 28.0
MAX (V) 0.0602 0.0624
MIN(V) 0.0585  0.0604 L o S 4 i i | R R i 24.0
FILTER INFO 0.05|~ T § 20.0
Filter 1 0.062 Zero = true i
Filter 2 0.400 Zero = true 0.04(~ 16.0
Filter 3 1.531 Zero = true
0.03 egannsnsnndunsipnansnnndesnsrsnsrnnrnsssssssnsfransnsssnssnsnannnnnss 12.0
CALIBRATION CHECK
Xq = 0,137 0.07% 0.02 e H 8.0
[T I ey i ) T i e e T S i S 4.0
0.00 [ \ 0.0
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