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. DataMaster DMT: 102906
Location: Orange SO
Calibration Date:  10/22/2013
Certification Date: 10/22/2013
Installation Date:  10/23/2013
RPC Date: 02/13/2015
Supervisor Name: WAYNE F BRIGGS
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DMT: 1.01
PIC: 2.06
Modem: 2.4
Questions: 2.1
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SETTINGS
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PUMP INFO
Flow Rate = 4.215 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0445 0.0470
MIN (V) 0.0423 0.0451

FILTER INFO

Filter 1 0.046 Zero = true
Filter 2 0.396 Zero = true
Filtex 3 1.513 Zero = true

CALIBRATION CHECK
Xg = 0.137 0.26%

Routine Performance Check Passed

ROUTINE PERFORMANCE CHECK REPORT

Concentration =0.097 g/210L
Lot # = 14-10-100
Range =0.092-0.102
Average =0.096 g/210L
Std Dev = 0.0000
RF Detection Test

Passed
Sample Acceptance Test

Passed
0.10 ‘ 40.0

Alcohel (g/210L)

0.0911 — Flow Rate(L/M) ; el 56,0
0.08 - : el 32,0
0.07 28.0
0.06| 24.0
0.05|- 20.0
0.04 V} Ao 16.0
0.03 12.0
0.02 5.0
0.01 4.0
0.00 ﬂ 0.0
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0.000
DataMater DMT: 102906
Location: Orange SO 0.20
— - - - ———————————————— 0.16
Date: 02/20/2015 0.12|-
3 . . 7:
Time: 13:47:18 0.08
SUPERVISOR NAME: 0.04|
WAYNE F BRIGGS 0.00
SOLUTION LOT #: 14-10-100 QL20E=—"
SOLUTION CONCENTRATION: 0.097 016 |—muemmmimaesy
—-— P - ——— - - 0.12 PORSp——— S
BLANK TEST 0.000 13:48 PN I P
CALIBRATION CHECK PASSED 13:48 Ak
SIMULATOR VAPOR 34.0°C 0.094 13:48 e
SIMULATOR VAPOR 24.0°C 0.095 13:49 :
SIMULATOR VAPOR 34.1°C 0.095 13:50 0.20
SIMULATOR VAPOR 34.1°C 0.095 13:51 T —
SIMULATOR VAPOR 34.1°C 0.095 13:53 i —
SIMULATOR VAPOR 34.1°C 0.095 13:54 0-12 -
SIMULATOR VAPCR 34.0°C 0.095 13:55 0.08|-
SIMULATOR VAPOR 34.0°C 0.096 13:56 0.04
SIMULATOR VAPOR 34.0°C 0.096 13:57 0.00L
SIMULATOR VAPOR 34.0°C 0.096 13:58
BLANK TEST 0.000 13:59 0.20
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