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DATAMASTER DMT MAINTENANCE LOG
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Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)
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DATAMASTER DMT OPERATOR USE LOG
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- Log On Record

History

Page 1

06/01/2015

et |
Test 1 Test |
Date | Time |

Name

10/05/2011 1 9 | Kirk Kimball

(10/19/2011 0 B Steven Harnois

[10/719/2011 o &

(10/16/2011 1 3

(1071972011 fid 3

[10/19/2011 112 5

| 16/19/2011 12 8

16/719/2011 13:17:07 ‘
10/20/2011 [07:44:13 i
10/20/2011 09:14:06 |
10/20/2011 09:55:56

10/26/2011 11:10:24 |
10/20/2011 13:17432 |
10,20/2011 15:40:00

10/20/2011 16:0 Merrill

1072 19 ] Merrill

10721 3 5

Merrill

n Merrill

n Merrill

n Merrill

Morrill

¢ Kimball

| Kirk Kimball

Steven Harnois

Kirk Kimball

Kirk Kimball

sl

Supervisor

(5

Supervisor

upervisor

(2™

S
Superviser
S

upervisor
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DMT Serial Number #102906
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102906
Location: Orange SO
Calibration Date:  10/22/2013
Certification Date: 10/22/2013
Installation Date:  10/23/2013
RPC Date: 06/01/2015
.Supervisor Name: WAYNE F BRIGGS
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# = 15-01-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.096 g210L
PIC: 2.08 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Veltage = 1.71 V
Copler Voltage = 1.81 V
Bias Veoltage = 120 Vv 0.10 - - 40.0
Choppexr Freg = 339 Hz Alcohel(g/210L) | ; .
0.08 —_ Flow Rate(L/M) [ 3620
PUMP INFO L
Flow Rate = 4.251 L/M 0.08 32.0
DETECTOR INFC o B8 L 8.5
PUMP ON OFF )
MAY (V) 0.0675 0.0701 oL b 546
MIN(V)  0.0659 0.0882 . Zagl
FILTER INFO 0.05 b -|20-0
Filter 1 0.06% Zerc = true /‘i /L a ]
Filter 2 0.408 Zero = true 0.04 [ { O 15.0
Filter 3 1.533 GZero = true , L (] ] ]
0.03} it I‘ i . e 12,0
CALIBRATION CHECK ol oo l
Xg = 0.138 0.91% (L R hoseistomms i e S . } ‘ o I\ N e - o)
I N !
‘ | |
0.01 - l} ‘[\"F J' . {) ‘ - e S ER
1 = J
i 0.00 N Y R I 0 O | 1 Jo.o
Routine Performance Check Passed 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by b Date 06/01/2015
Reviewed by Date
DMT Serial Number #102906 Page 1 of 1 06/01/2015 8:35 AM




Breath Record History

Page )
06/01/2015

DMT Serial Number #102906

Status Message

Test Test —_ onerator Nams Alcohol Alcohol Sim Sim.
. O
Date Time g Y pera Val. 1 Val. 2 Conc. Conc. 2
05/23/2015 01:06: 43| ORANGE 50 | ERANDON R FIERCE 0.162 “lo.166 0,098 0.094 |
05/15/2015 18:32: 54| ORANGE 50 ~ | SEAN-MIGUEL R BARITEAU 0.167 0.171_ 0.094 0.034

_mmm.u 1of 1

06/01/2015 7:37 AM




Status Record History

Page 1
06/01/2015

T [
Status Status | ‘
Date Time | Test Type r Status Message
1 { | 1
10/20/2011 [06:12:56 [Cmlibration Record | Adjustment Error
12/31/2011 102:02:40 [ DUI Subject Record | Simulator out of Range
p2/28/2012 16:57:43 | RPC Record | RE NOT DETECTED
03/31/2012 02:06:31 DUI Subject Record [ RESPONSE TIMEOUT
10/19/2012 10:48:55 APM Record | SAMPLE ACCEPTANCE TEST FAILED
02/20/2013 {13:14:44 Installation Record | ACCURACY AND PRECISION CHECK FAILED
| 06/28/2013 16:38:03 DUI Subiject Record | CALIBRATION CHECK ERROR
07/16/2013 21:44:37 DUI Subject Record | RESPONSE TIMEOUT
08/16/2013 21:07:03 DUI Subject Record Pump Error
10/17/2013 10:47:37 APM Record ACCURACY AND PRECISION CHECK FAILED
10/17/2012 Els3Ts1y APM Record Ciagnoatic Check Failed
10/17/2013 11:49:20 | APM Record ACCURACY AND PRECISION CHECK FAILED
10/23/2013 112:00:58 | Installation Record ACCURACY AND PRECISION CHECK FAILED
11/05/2013 23:03:44 | DUI Subject Recerd Simulator Out of Range
11/05/2013 06:4% | DUI Subject Record Simulator Out oI Range

11/05/2013

1 DUT Subject Recorc

Simulator Out of Range

11/06/2013

{ Check=1n Con

rmaticn Record

Simulazor Cut of Range

11/10/2013 | 02 S 1 DUl Subject Recozd | Simulator Cut ¢f Range
11/27/2013 2 Z | DUI Supbject Record [ Simulator Out of Range
11/29/2013 1 1 ‘Check-In Confirmation Record | Simulator Out of Range
01/16/2014 0 2 | DUI Cct Record T 1 Out of Range
109/15/2014 2 2 | DUl Out of Range

112/20/2014

13|

DUZ

Simulator Cut of Range

| 02/13/2015%

=
RPC Recozd

User Abort

04/01/2018

e =]

o

RPC Record

BCCURACY AND PRECISION CHECK FAILED

DMT Serial Number #102906

Page 1 of 1

06/01/2015 7:41 AM




— Alcoheol (g/210L)
Flow Rate(L/M)

(=]
[
wn
'

DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 102806
Location: Orange SO
Certification Date:
Installation Date:

10/22/2013
10/23/2013

Date:
Time:

05/15/2015
18:32:54

SUBJECT NAME:

AT TR T
DOE: UER FcE:
GENDER: 9B
1IcENSE #: S

CASE #: 150RC04€6
TIME OF CPERATION: 17:07
LOCATION OF INCIDENT:

VT RTE 14/CIRCLE STREET
TOWN: WILLIAMSTOWN
COUNTY: ORANGE

TEST OPERATOR NAME:
JEAN-MIGUEL R BARITEAU
AGENCY: ORANGE SO

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST
SUBJECT SAMPLE (Vol=3.3L)
BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE (Vol=5.4L)

0.000
PASSED
0.094
0.000
0.1867

0.000
PASSED
0.094
0.000
0.171

211 alcohol values reported in g/210L

Sim. Vapor Concentration
Sim. Vaper Range
Lot #: 15-01-100

0.0¢%8
0.093 - 0.

\'
| |

0.00L

(55

0
! .30]*
I T

= Alcohol {g/210L)
‘ [ Flow Rate{L/M)
o
| 0.25‘

L
|
|.

o
3]
o

=}
=
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| o.

‘ Q.05

o

| .00 L
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DMT Serial Number #102906
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DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 102506
Locatien: Crange S0
Certification Date: 10/22/20132
Installation Date: 10/23/2013
Date: 05/23/2015

Time: 01:06:43

SUBJECT NAME:
NP RUE,

DOB: JEERER. 1GE: S

GENDER: @

LICENSE #: S

CRSE #: 150RC0503
TIME OF OPERATION: 12:51
LOCATION OF INCIDENT:

RT 110 & UPPER VILLAGE RD
TOWN: CHELSEA
COUNTY: ORANGE

TEST OPERATOR NAME:
BRANDON R PIERCE
AGENCY: ORANGE SO

Obs. Period Staxt: 00:51
BLANK TEST 0.000 01:07
CALIBRATION CEECK PASSED 01:07
SIMULATOR VAPOR 34.0°C 0.054 01:08
BLANK TEST 0.000 01:08
SUBJECT SAMPLE (Vol=2.1L) 0.162 01:0¢
BLANX TEST 0.000 01:10
CALIBRATION CHECK PASSED 01:11
SIMULATOR VAPOR 34.0°C 0.094 01:11
BLANK TEST 0.000 01:12
SUBJECT SAMPLE (Vol=1.3L) 0.166 1:13

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.058

Sim. Vapor Range 0.093 - D.103
Lot #: 15-01-100
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DMT Serial Number #102906

Page 1 of 1
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Alcohol (g/210L)
Flow Rate(L/M)
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