ROUTINE PERFORMANCE CHECK REPORT
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DataMaster DMT: 102906
Location: Orange SO
Calibration Date:  10/22/2013
Certification Date: 10/22/2013
Installation Date:  10/23/2013
RPC Date: 04/01/2015
Supervisor Name: WAYNE F BRIGGS
Di tic R Accuracy and Precision Check
Concentration =(0.098 ¢/210L
Lot# = 15-01-100
VERSICONS Range =0.093 - 0.103
DMT: 1.01 Averege =0.096 g210L
PIC: 2.06 §td Dev = (.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 46.9°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
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o = 7
hopper Freg 541 Hz . Alcohol (g/210L) : e o
L g y = . v.t
R —— Flow Rate(L/M) |
Flow Rate = 4.023 L/M 0.08 25
DETECTOR INFOQ e % =
PUMP ON OFF : i
MAX (V) 0.0457 0.0484 - X Fi o
MIN (V) 0.0435 0.0461 L4 244
|
FILTER INFO 0-05i ¥ 20.0
Filter 1 0.04€ Zerc = true |
Filter 2 0.391 Zeroc = true 0.04; s : ‘16.3
Filter 3 1.518 GZero = true | N~ n 1
0.03| ool
CALIBRATION CHECK | f00 ] VAV }
Xg = 0.137 0.33% O_C:i 5 : franflond ! B s
| 1 | I l
| ] | | { s
(IR A i e et
; " L ; a .
Routine Performance Check Passed 0.00L i1 — e ; o S dh
© 5 10 15 20 25 30 35 40 45 50 55 60
i) 2
) = &)
Performed by i Date 04/01/2015 @
Reviewed by = Date G'At. //K
— "{ ey
. DMT Serial Number #10290 Page 1 of 1 04/01/2015 3:30 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102906

Location: Orange SO
Calibration Date:  10/22/2013
Certification Date:  10/22/2013
Installation Date:  10/23/2013

RPC Date: 04/01/2015
Supervisor Name: WAYNE F BRIGGS

Di . !
Lot#

VERSIONS Range

DMT: 1.01 Average

PIC: 2.06 3td Dev

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 45.8°C

Digital Sim = 34.1°C

SETTINGS

Lamp Voltage = 1.71 Vv

Cocler Voltage = 1.82 V

BEias Voltage = 120 V

Chopper Fregq = 540 Hz

PUMP INFO
Flow Rate = 4,199 L/M

DETECTOR INFO

PUMP ON CFF

MAX (V) c.o482 0.0500

MIN (V) 0.0451 0.048¢6
FILTER INFC

Filter 1 0.049 Zero = true
FPilter 2 0.482 Zero = true
Filter 3 1.512 Zero = true
CALIBRATION CHECK

Xg = 0.137 0.52%

Routine Performance Check Failed
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