VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY. VERMONT 05676-0047
2 ! TEL: 802-244-8788

L RCIelae s FAX: 802-241-5557

o http://vil.vermont.cov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Orange County SO DataMaster Serial #: 102906
Date: 5/4/2016 Requestor: Wayne Briggs
Instrument Supervisor: _Wayne Briggs Phone #:

Taken By: Robert Driscoll

Problem: DMT Supervisor states that the instrument has had several “Simulator Timed Qut” errors.

Laboratory Response: _ Asked DMT Supervisor to make sure the simulator jar and quick
connects are fully tightened. He checked the connections and ran an A&P check. The A&P
failed for a “Simulator Timed Out” error. He performed a solution change, which completed
successfully. Alcohol program staff will inspect the instrument for any potential issues onsite.

Work Performed: _ Ran an Accuracy and Precision check and the instrument had a “Blank
Error”. Leak-checked the simulator and inspected the tubing and wiring inside the instrument for
any abnormalities. While onsite, the line conditioner was upgraded to a newer model. Ran
another A&P test and it was successful. Filled out a Site Evaluation form as the instrument was
moved to an adjacent room and completed an installation protocol.

OnSite  [_]In-house Attachments: 9 pages

Performed By: oz Date: _ 5/11/2016

Final Review: _ P /;\}r —— Date: S! (N \‘\ v
==
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DPS - DMT

From:

Sent:

To:

Subject:
Attachments:

Wayne Briggs <wbriggs@orangecountysheriff.com>

Wednesday, May 04, 2016 3:30 PM

DPS - DMT

may 2016

UP151006111352.zip; UP151006111307.zip; UP120831092204.zip; UP111109082003.zip;
UP111026135907.zip; UP111019123506.zip; UP110928091238.zip; SU150220134718.zip;
SU140210120818.zip; SU131205104636.zip; SU131022105313.zip; SU131022091914 zip;
SU131022090447 zip; SU131022083536.zip; SU131021151800.zip; SU131021125452.zip;
SU131021110117 zip; SU121019103031.zip; SU111026133932.zip; SU111026122833.zip;
SU111026120911.zip; SU111026115307 zip; SU111026113824 zip; SU111026112453 zip;
SU111026110235.zip; SU111026104327.zip; SU111026101750.zip; SU111026095233 zip;
SU111026092811.zip; SU111026091407 zip; SU111026084329.zip; SU111025160635.zip;
SU111025150946.zip; SU111025142846.zip; SU111025141154.zip; SU111025135012 zip;
SU111025120012.zip; SU111025114458.zip; SU111025112932.zip; SU111025103336.zip;
SU111021152154 zip; SU111021144058 zip; SU111021141531.zip; SU111021135709.zip;
SU111021112417 zip; SU111021105616.zip; SU111020154049.zip; SU111020100834 zip;
SU111020084723.zip; SU111020082814.zip; ST160504010521.zip; ST160504004312.zip;
ST160504003934.zip; ST160412230523.zip; ST160229221707 zip; ST151217211853.zip;
ST151114013229.zip; ST151003094759.zip; ST150401144040.zip; ST150213084328 zip;
ST141220173942.zip; ST140915220449.zip; ST140116001902.zip; ST131129141121 .zip;
ST131127232902 zip; ST131110024145.zip; ST131106173313.zip; ST131105231513 zip;
ST131105230649.zip; ST131105230344.zip; ST131023120058.zip; ST131017114920.zip;
ST131017113717.zip; ST131017104737.zip; ST130816210703.zip; ST130716214437 zip;
ST130628163803.zip; ST130220131444.zip; ST121019104855.zip; ST120331020631.zip;
ST120229165743.zip; ST111231020240.zip; ST111020081258.zip; SO141222114319.zip;
$0131205120033.zip; SO131108180748.zip; SO111231195100.zip; RP160203145605.zip;
RP151003102244 zip; RP151003094018.zip; RP150601082315.zip; RP150401151942.Zip;
RP150401143307.zip; RP150213084420.zip; RP150213084328.zip; RP140918103023 zip;
RP140627105639.zip; RP140210132616.zip; RP131017112325.zip; RP130625123722 zip;
RP121019112720.zip; RP120628135839.zip; RP120229170225.zip; RP120229164303.zip;
MA151006110044.zip; MA140918105015.zip; MA131017114645 zip;
MA131017113607.zip; MA131017104404.zip; MA121019104453.zip;
MA121019101955.zip; IN131023120231.zip; dmFactors.zip; DG151003090342 zip;
DG150401135956.zip; DG140917141536.zip; DG131205112026.zip;
DG131017115850.zip; DG130816222021.zip; DG130212103534.zip;
DG111026111918 zip; DG111026105748.zip; DG111026094921 zip;
DG111026082127 zip; DG111025134731.zip; DG111025090806.zip;
DG111021162740.zip; DG111021135359.zip; DG111021104605.zip;
DG111020095558.zip; DG111020091407.zip; DG110928091729.zip;
CH160504150834.zip; CH151006112656.zip; CH150904132828.zip; CE131022110738.zip;
CE111020160657.zip; CA131022085943.zip; CA131021151202.zip; CA131021105310.zip;
CA111020081425.zip; CA111020081121.zip; BR160504010316.zip; BR160504004108.zip;
BR160504003729.zip; BR160412232313.zip; BR160412230318.zip; BR160412224040.zip;
BR160411012719.zip; BR160229224727 zip; BR160229221502.zip; BR151217211436.zip;
BR151120003507.zip; BR151114013552.zip; BR151114012913.zip; BR150711051959.zip;
BR150523010643.zip; BR150515183254.zip

Rob had an issue on the 3rd with the simulator timing out I did all the checks the manual suggested and

everything was good,
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Senior Deputy Wayne Briggs
Orange County Sheriff Dept.
Phone (802)685-4875
wbriggs@orangecountysheriff.com

NOTICE: This e-mail is covered by the Electronic Communications
Privacy Act, 18 U.S.C. Sec. 2510-2521, is confidential and is legally
privileged information. If you are not the intended recipient.
including any and all administrative governmental staff, you are
hereby notified that any viewing, retention, dissemination,
distribution or copying of this communication is strictly prohibited.
Please reply to the sender that you have received this message in
error, then delete / destroy it.
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Driscoll, Rob
“

From: Driscoll, Rob

Sent: Monday, May 09, 2016 9:37 AM
To: 'Wayne Briggs'

Subject: RE: Simulator Timed Out
Wayne,

Could you please run and Accuracy and Precision test and send us a copy as well?

Thanks,
Rob

Robert Driscoll

Vermont Forensics Laboratory
45 State Drive

Waterbury, VT 05671
Electronics Technician
Rob.Driscoll@Vermont.gov
Desk: (802) 241-5817

Cell: (802)585-0123

From: Wayne Briggs [mailto:wbriggs@orangecountysheriff.com]
Sent: Monday, May 09, 2016 8:05 AM

To: Driscoll, Rob

Subject: Re: Simulator Timed Out

No maintenance logs for April, I'll get the operator log out this week.

On May 9, 2016 7:43 AM, "Driscoll, Rob" <Rob.Driscoll@vermont, gov> wrote:

Wayne,

I just received your message as I was out of town. Make sure the simulator is fully connected to the quick
connects and that the jar is snug against the lid oring. If you don’t have any issues running an Accuracy and
Precision check, then you should be good to go. Also, I received your data, but I did not receive any copies of
the Maintenance Log or Operator Use Logbooks? Did you not have any entries for April?

Regards,

1
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Rob

Robert Driscoll

Vermont Forensics Laboratory
45 State Drive

Waterbury, VT 05671
Electronics Technician

Rob.Driscoll@Vermont.gov

Desk: (802) 241-5817

Cell: (802) 585-0123
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Status Record History Pty 2%

Status Status
Date Time Test Type Status Message

02/13/2015 08:43:28 RPC Record User Abort
04/01/2015 14:40:40 RPC Record ACCURACY AND PRECISICN CHECK FAILED
10/03/2015 09:47:59 RPC Record ACCURACY AND PRECISION CHECK FAILED
11/14/2015 01:32:29 DUI Subject Record RESPONSE TIMEQUT
12/17/2015 21:18:53 DUI Subject Record Simulator Out of Range
02/29/2016 22:17:07 DUI Subject Record Simulator Timed Out
04/12/2016 23:05:23 DUI Subject Record Simulator Timed Cut
05/04/2016 00:39:34 DUI Subject Record Simulator Timed Cut
05/04/2016 00:43:12 DUI Subject Record Simulator Timed Out
05/04/2016 01:05:21 DUI Subject Record Simulator Timed Out
05/09/2016 12:19:34 Accuracy & Precision Records Simulator Timed Out
05/11/2016 11:40:50 Accuracy & Precision Records Blank Error
DMT Serial Number #102906 05/11/2016 11:43 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMaster DMT: 102906
Location: Orange SO

Date: 05/11/2016
Time: 11:34:33

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 15-13-100
SOLUTION CONCENTRATION: 0.099

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0

Blank Error

DMT Serial Number #102906
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INSTALLATION REPORT

DataMaster DMT: 102906

Location: ORANGE SO

Calibration Date:  10/22/2013

Certification Date: 10/22/2013

Installation Date:  05/11/2016

Installed by: ROBERT DRISCOLL
fault Option:

Diagnostic Results

VERSIONS

DMT: 2.00

PIC: 2.06

Modem: 2.6

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C

Breath Tube = 48.1°C

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =1.71 Vv

Cooler Voltage = 1.82 V

Bias Voltage = 120 v

Chopper Freg = 541 Hz

PUMP INFO
Flow Rate = 4.029 L/M

DETECTOR INFO
PUMP ON

MAX (V) 0.2031
MIN(V) 0.2006

OFF
0.2047
0.2031

FILTER INFO
Filter 1
Filter 2
Filter 3

0.203
0.531
1.629

true
true
true

Zexo =
Zero =
Zexo =

CALIBRATION CHECK
Xg = 0.139 1.57%

INSTALLATION PASSED

NIST Thermomere~ Sl (120 367

Performed by 4 o RED

Reviewed by Q_QM;)'—_\*
Al \—/

DMT Serial Number #102906
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Precision Check
=0.098 g/210L
= 16-04-100
=0.093-0.103
=0.097 g/210L
=0.0005

Concentration
Lot#

Range
Average

Std Dev

RF Detection Test
Passed

Sample Acceptance Test

Passed
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VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
TEL: 802-244-8788

FAX: 802-241-5557
http://vfl.vermont.qov

DataMaster DMT Site Evaluation Checklist

Agency or Site Information Personnel Information

Name: Cco r‘\é’g Cow zﬁ7 SO Head of Site: [275)74 o Kg Difzns ja
Address: _ j| VT 2&9_-1—_ 13 Current DataMaster Supervisor (s):

Chelseen , yT 0S0O33% Labige  Boivins
Phone: (202> gps Y25 ’

;?fm‘_)‘/r\m 1‘/—1 Hﬂff. c.l‘l___
Fax: (202) &5y - 220Y%

Proposed DataMaster Supervisor(s):

(Proposed) DataMaster DMT Environment

Limited Controlled Access: @ N
Low Activity Area: @ N
Unlimited Access by Other Law @ N (Proposed) DataMaster DMT Connection(s)
Enforcement Personnel =
Access by VFL Technical Services 7 N Power: @

2 Min 15 A N
Air Conditioned (Y N B

' Limited low power sharing: @ N
Room Temperature 65° - 85° F N @

Ethernet Available: Y

Adequate Ventilation @ N

— Distance to Ethernet
Free of Cleaning Supplies 6’/ N
Clean @ N

(Proposed) DataMaster DMT Site Maintenance Agreement

Will notify VFL Alcohol Program staff of maintenance and supply needs promptly: @ N
Will notify VFL Alcohol Program staff of changes in building conditions or moves promptly: 0 N :
Will notify VFL Alcohol Program staff of relevant personnel changes at site promptly: @ N
VFL Representative: Qniqp,—}- D szal) -—{'% é_,Zl_Lé_é_'

t Name /K Sigmatir, Date
Agency Representative: m{ Lh | ¢ % S - ( { ( b

Print Name V”\ ¢ l«;r ln\Xl SIDI'I ture Date

']
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