ANNUAL PREVENTATIVE MAINTENANCE

Fa}( lo" q ?Q)

DataMaster DMT: 103406
Location: Orleans County SO
Calibration Date:  02/22/2012
Certification Date: 02/22/2012
Installation Date:  07/17/2014
APM Date: 08/19/2015
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test

Concentration =0.100 g/210L

Lot # = 15-06-100
VERSIONS Range =0.095-0.105
DMT: 2.00 Simulator Vapor =0.098 g/210L
PIC: 2.05
Modem: 2.6 .
Questions: 2.1 RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 45.4°¢C Passed
Digital Sim = 33.%°C
SETTINGS
Lamp Voltage =1.74 v
Cooler Voltage = 2.03 V
Bias Voltage = 120 v 0.10 40.(
Chopper Freg = 543 Hz 5 B

N A:cohor(g/ZlOL)
PUMP INFO --.F'_ow Rate [L/M)
Flow Rate = 4.059 L/M 0.08 ; e S i 300
DETECTOR INFO T — | .

_ PUMP ON OFF ’ )
MAX (V)  0.0555 0.0579 - )
MIN(V)  0.0543 0.0563 ] -
FILTER INFO 0.05 ‘ ’ A 2
Filter 1  0.057 Zero = true i
Filter 2 0.882 Zero = true L e \ H i e T 116.0
Filter 3 0.196 Zero = true ' j“l
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Xqg = 0.123 0.87% T ..|.H%| H 5.0
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 103406
Location: Orleans County SO
Calibration Date:  02/22/2012
Certification Date: 02/22/2012 Mo
- L1 10 ‘Mv‘ ,";M
Installation Date:  07/17/2014 s
APM Date: 08/19/2015
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.100 g/210L
Lot # =15-06-100
VERSICNS Range =0.095-0.105
DMT: 2.00 Simulator Vapor =0.092 g/210L
PIC: 2.05 Simulator out of range / .
Modem: 2.6 200 %
Questions: 2.1 A L ?C}/”’
TEMPERATURES
Sample Chamber = 48.9°C
Breath Tube = 46.7°C
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.74 VvV
Cooler Voltage = 2.03 V
Bias Voltage = 120 Vv
Chopper Fregq = 527 Hz
PUMP INFO
Flow Rate = 4.090 L/M
DETECTOR INFO
PUMP ON OFF
MAX (V) -0.0002 0.0030
MIN(V) -0.0018 0.0018
FILTER INFC
Filter 1 0.003 Zero = true
Filter 2 0.817 Zeroc = true
Filter 3 0.09% Zero = true
CALIBRATION CHECK
Xg = 0.122 0.36%
APM FAILED
==
Performed by L fen Date 08/19/2015
Reviewed by Date
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 103406

Location: Orleans County SO
Calibration Date:  02/22/2012
Certification Date: 02/22/2012
Installation Date:  07/17/2014

APM Date: 08/19/2015
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test
Concentration =0.100 g/210L
Lot # =15-06-100
VERSIONS Range =0.095-0.105
DMT: 2.00 Simulator Vapor =0.094 g/210L
PIC: 2.05 Shndamrmnofumg%

Modem: 2.6 Y P
Questions: 2.1 v th‘|\

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

1.74 v
2.04 v
120 v
537 Hz

PUMP INFO
Flow Rate = 4.040 L/M

DETECTCR INFO

PUMP ON OFF

MAX (V) 0.0308% 0.0333
MIN (V) 0.0278 0.0311

FILTER INFO

Filter 1 0.032 Zero
Filter 2 0.850 Zero
Filter 3 0.151 Zero

true
true
true

CALIBRATICN CHECK
Xg = 0.122 0.22%

APM FAILED

Performed by = O Date 08/19/2015

Reviewed by Date
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SOLUTION CHANGE

DataMaster DMT: 103406

Location: Orleans County SO
Date: 08/19/2015
Performed by: ROBERT DRISCOLL

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot # =15-06-100
Range =0.095-0.105
Average =0.098 g/210L
Std Dev =0.0004

Simulator Temperature; 33.9°C
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