ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103509
Location: Hardwick-Greensboro PD
Calibration Date:  09/21/2011 i R
Certification Date: 09/21/2011 wann’
Installation Date: ~ 09/30/2011 L, N
RPC Date: 06/05/2012
Supervisor Name: MICHAEL R GERO
Diagnostic Res Accurac Precision Check
Concentration =0.100 g/210L
Lot # =1270 100
VERSIONS Range =0.095 - 0.105
DMT: 1.01 Average =0.100 g/2101,
PIC: 2.06 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 46.9°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lanp Voltage = 1.58 Vv
Cooler Voltage = 1.54 Vv
Bias Voltage =81V 0.10 E - 7 - - - ; 40.0
Chopper Freq = 542 Hz : ‘ :
0.09 ﬁcohol (g/210L) | S T
PUMP INFO ow Rate(L/M)
Flow Rate = 6.092 L/M IR 1 12 ) LMDRONEL R SRS SSRp— SRR LSRR, SR S R P o
DETECTOR INFO
Bl e - T o O e e etiuniios | D10
MAX (V) 0.1846 0.1862 )
MIN(V)  0.1833  0.1846 LU pes T ~|24.0
FILTER INFO 0, 05| ~[20.0
Filter 1 0.185 Zero = true
Filter 2 0.512 Zero = true 0., D frmssenas ~|16.0
Filter 3 0.142 Zero = true
0- 03 ,,,,,,,,,,,,, paae H wrasaseii] CESPTE R SR SO 12 - 0
CALIBRATION CHECK
Xq = 0-080 0-33% [T 0 1) (et — N——— sedsasssndencsang A L e 8.0
0 01 A ‘ ................................................................... 4.0
Routine Performance Check Passed 0.00 l 0.0
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Performed by ek Date 06/05/2012 \ ,‘9&0
Reviewed by ij,P)[Q/" Date [0 !'3‘3/ l 9~ &
DMT Serial Number #103509 Page 1 of 1 ) 06/19/2012 12:12 PM

Dege | o0 o



it_ﬁh‘(n\,,( b |
W R

Alcohol{g/210L)
Flow Rate (L/M)

CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 103509
Location: Hardwick-Greensboro PD
Certification Date: 09/21/2011
Installation Date: 09/30/2011
Date: 06/22/2012

Time: 08:03:32

SUBJUECT NAME :
MICHAEL R GERO
DOB: 09/04/1973 AGE: 38
GENDER: M
LICENSE #: 11313159 VT

TEST OPERATOR NAME:
MICHAEL R GERO
AGENCY: HARDWICK POLICE DEPARTMEN{

BLANK TEST 0.000 08:0
CALIBRATION CHECK PASSED 08:0
SIMULATOR VAPOR 33.8°C 0.095 08:0
SUBJECT SAMPLE (Vol=5.41,) 0.000 08:0
BLANK TEST 0.000 o08:0
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105

Lot {#: 12 70 100
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Bolduc, Amanda

From: Bolduc, Amanda

Sent: Wednesday, June 20, 2012 2:12 PM
To: Gero, Michael

Subject: RPC

| received your June RPC. The sample acceptance test does not show an acceptable intermittent breath sample. Would
you please run a check-in test and redo the full sample acceptance test {all 4 breaths) so | can sign off on it?

Also, | am not seeing in my records a time when Aaron Cochran took the supervisor course. If he has completed it, would
you please have him send me the date so | can update my records.

Thank you. If you have any questions, please call.

Amanda Bolduwe, MFS
Alcohol Program Forensic Chemist
Vermont Forensic Laboratory
Department of Public Safety

103 South Main Street
Waterbury, VT 05676

{802) 241-5300 {ph)

(802) 585-0504 (cell}

(802) 241-5557 (fax)
Amanda.bolduc@state.vt.us
Please note new contact information as of 3/1/2012*
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Hardwick PD Page 1 of 1

Hardwick PD
Harnois, Steven [Steven.Harnois@ahs.state.vt.us]

Sent: Thursday, June 09, 2011 2:59 PM

To:  Cynthia Taylor-Patch [Cindy.Taylor@state.vt.us]

Cc:  Cochran, Aaron; Bolduc, Amanda [Amanda.Bolduc@ahs.state.vt. us], Kimball, Kirk [Kirk.Kimball@ahs.state.vt.us]; Merrill,
Steven [Steven. Merrill@ahs state.vt.us]; Celotti, Stella [Stella.Celotti@ahs.state.vt.us]; Harnois, Steven
[Steven.Harnois@ahs.state.vt.us]

Cindy,

| would like to let you know that Aaron Cochran of the Hardwick / Greensboro Police department has been trained
to be there DataMaster DMT Supervisor. | presented the training today and Aaron Passed the test. If you could
please update our records to reflect this training.

Thanks, Steve

Steven Harnois

State of Vermont

Agency Of Human Services

Department of Health

Public Health Electronics Technician

195 Colchester Avenue

Burlington, Vermont 05401

Phone (802) 863 7641

Fax (802) 863 7632

E Mail: NOTE NEW EMAIL Steven.Harnois@ahs.state.vt.us
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