ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103509

Location: Hardwick-Greensboro PD
Calibration Date:  07/29/2013

Certification Date: 07/29/2013

Installation Date:  07/30/2013

RPC Date: 06/29/2015

Supervisor Name: AARON L COCHRAN

Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot # =15-07-100
VERSIONS Range =0.095-0.105
DMT: 1,01 Average =0.098 g/210L
PIC: 2.06 Std Dev = 0.0000
Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 44,9°C Sample Acceptance Test
Digital Sim = 34,2°C Passed
SETTINGS
Lamp Voltage = 1.61V
Cocler Voltage = 1.59 v
Bias Voltage =81V 0.10 : ; H T I 7 40.0
Chopper Freq = 539 Hz ‘ - i i
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Flow Rate = 5,387 II/M 0.08 . IR I I I 32.0
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PUMP ON OFF s OF o) : | 28.0
MAX (V) 0.1104 0.1112 i i :
MIN(V)  0.1085 0.1098 0.8 T e i —— s
FILTER INFO 0. 05 | . S T,
Filter 1 0.111 Zero = true
Filter 2 0.424 FZero = true 0504 fromme e e e 16.0
Filter 3 0.067 Zero = true i i
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CALIBRATION CHECK
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 103509

Location: Hardwick-Greensboro PD
Certification Date: 07/29/2013
Installation Date: 07/30/2013
Date: 07/07/2015

Time: 09:47:40

SUBJECT NAME:

TEST TEST
DOB: 01/01/1990 AGE: 25
GENDER: M

TEST OPERATOR NAME:
ROBERT DRISCOLL
AGENCY: VFL

BLANK TEST 0.000 09:48
CALIBRATION CHECK PASSED 09:48
SIMULATOR VAPOR 34.2°C 0.096 09:48
SUBJECT SAMPLE (Vol=1.7L) 0.000 09:49
BLANK TEST 0.000 09:50

All alcochol values reported in g/210L
Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105
Lot #: 15-07-100

DMT Serial Number #103509
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103509

Location: Hardwick-Greensboro PD

Calibration Date:  07/29/2013

Certification Date: 07/29/2013

Installation Date:  07/30/2013

RPC Date: 06/29/2015

Supervisor Name: AARON L COCHRAN

Diagnostic Results Accuracy and Precision Check
Concentration =0.100 g/210L
Lot# =15-07-100

VERSIONS Range =0.095-0.105

DMT: 1.01 Average =0.097 g/210L

PIC: 2.06 Std Dev =(0.0000

Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES Failed

Sample Chamber = 48.7°C

Breath Tube = 44.7°C

Digital Sim = 34.2°C

SETTINGS

Lamp Voltage = 1.60 V

Cooler Veoltage = 1.59 V

Bias Voltage = 81V

Chopper Fregq = 541 Hz

PUMP INFO

Flow Rate = 5.233 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0998 0.1016

MIN (V) 0.0980 0.1000

FILTER INFO

Filter 1 0.101 Zero = true

Pilter 2 0.416 Zero = true

Filter 3 0.043 Zero = true

CALIBRATION CHECK

Xg = 0.088 0.49%

Routine Performance Check Failed

i

Performed by Date 06/29/2015

Reviewed by Date
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103509

Location: Hardwick-Greensboro PD
Calibration Date:  07/29/2013

Certification Date: 07/29/2013

Installation Date:  07/30/2013

RPC Date: 06/29/2015

Supervisor Name: AARON L COCHRAN

Dia; tic is Accuracy and Precision Check
=0.100 g/210L
=15-07-100

=0.095-0.105
=0.098 g/210L

Concentration

Lot #
VERSIONS Range

DMT: 1.01 Average
PIC: 2.06 Std Dev

Modem: 2.4
Questions: 2.1

= 0.0000

RF Detection Test

TEMPERATURES Failed

Sample Chamber = 4
Breath Tube = 43,
Digital Sim =3

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq
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PUMP INFO
Flow Rate = 5.313 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1041 0.1063
MIN (V) 0.1028 0.1051

FILTER INFO

Filter 1 0.105 Zero
Filter 2 0.421 Zero
Filter 3 0.054 Zero

true
true
true

CALIBRATION CHECK
Xq = 0.089 0.10%

Routine Performance Check Failed
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Performed by Date

Reviewed by Date
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Insiallation Date:
RPC Date:
Supervisor Name:

Diagnostic Resulis

VERSIONS
1, O P
PIC: 2.06

Mndem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 4
Breath Tube =4
Digital Sim =3

SETTINGS

Lamp Voltage -
Cooler Voltage =
Bias Voltace =
Chopper Freq =

PUMP INFO
Flow Rate = 5.387

DETECTOR INFO

oM oM
MAX (V)  0.1104
MIN(V)  0.1085

FILTER INFO

Filter 1 0.334
Filter 2 0.424
Filter 3 v.00e7

CALIBRATION CHECK
Xq = 0.089 0.20%

103509

Hardwick-Greensboro PD

07/29/2013
07/29/2013
07/30/2013
06/29/2015
AARON L COCHRAN
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Routine Performance Check Passed
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Accuracy and Precision Check

Concentration =0.100 g/210L
Lot # = 15-07-100
Range =0.095-0.105
Average =0.098 g/210L
Std Dev =0.0000

RF Detection Test
Passed

Sample Acceptance Test
Passed

— Alcohol (g/210L)
| ——— Flow Rate (L/M)

Q.

Performed by

Reviewed by

DMT Serial Number #103509

Date 06/29/2015

Date

Page 1 of 1

St 7 Y

06/29/2015 12:35 PM



e

ROUTINE PERFORMANCE CHECK REPORT
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DataMaster DMT: 103509
Location: Hardwick-Greensboro PD
Calibration Date:  07/29/2013
Certification Date: 07/29/2013
Installation Date:  07/30/2013
RPC Date: 06/29/2015
Supervisor Name: AARON L COCHRAN
Diagnostic Results Accuracy and Precision Check
Concentration =10.100 g/210L
Lot # = 1507-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.098 g/210L k
PIC: 2.06 Std Dev = 0.0000 S
Modem: 2.4 V/
Questions: 2.1 ) vd
RF Detection Test Q \/
TEMPERATURES Failed ‘| ?
Sample Chamber = 48.9°C
Breath Tube = 43 9%
Digital Sim = 34.2°% Q ;
SETTINGS W
Lamp Voltage =1.60 V
Cooler Voltage = 1.60 V
Bias Voltage = 81 ¥
Chopper Freq = 540 Hz
PUMP INFO
Flow Rate = 5.313 L/M
DETECTOR INFOQ
PUMP oN OFF
MAX (V) 0.1041 0.1063
MIN (V) 0.1028 0.1051
FILTER INFO
Filter 1 0.105 Zero = true
Filter 2 0.421 Zero = true
Filter 3 0.054 Zero = true
CALIBRATION CHECK
Xg = 0.089 0.10%
Routine Performance Check Failed
S
Performed by e = Date 06/29/2015
Reviewed by Date
DMT Serial Number #103509 Page 1 of 1 06/29/2015 12:28 PM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103509

Location: Hardwick—Grcensboro PD

Calibration Date: 07/29/2013
Certification Date: 07/29/2013
Installation Date:  07/3 0/2013
RPC Date: 06/29/2015

Supervisor Name: AARON L COCHRAN

Diagnostic Resulis

VERSIONS

ODMT: 1.01

FIC: 2.0€
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°c
Breath Tube = 44.7°%
Digital Sim = 34.2%
SETTINGS

Lamp Voltage = 1.60 ¥
Cooler Voltage = 1.59 v
Bias Voltage = 819
Chopper Fregq = 541 Hgz

PUMP INFO
Flow Rate = 5.233 L/M

DETECTOR INFQ

PUMP CN OFF
MAX (V) ¢.0998 0.101e6
MIN (V) 0.0980 0.1000

FILTER INFO

Filter 1 0.101 Zero
Filter 2 0.416 Zero
Filter 3 0.043 gZero

CALTBRATION CHECK
Xg = 0.088 0.48s

Routine Performance Check Failed

Performed by

Reviewed by

DMT Serial Number #103509

true
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true
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Accuracy and Precision Check

Concentration =0.100 g/210L
Lot # =15-07-100
Range =0.095-0.105
Average =0.097 g/2101,
Std Dev =0.0000
RF Detection Test

Failed

Date  06/29/2015

Date
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