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SOLUTION CHANGE

DataMaster DMT: 103609

Location: St. Johnsbury PD e

Date: 05/05/2015 \: Y.

Performed by: LESTER G CLEARY Il e "m;-; A
Precision Check

Concentration =0.099 g/210L

Lot# =14-14-100

Range =0.094-0.104

Average =0.101 g/210L

Std Dev =0.0000

Simulator Temperature: 33.9°C

Performed by ~Hexbe 28 CRom ST Date 05/05/2015

DMT Serial Number #103609 Pagolof1 05/05/2015 11:39 AM
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ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 103609
Location: St. Johnsbury PD

Date: 06/06/2015
Time: 0B:02:47

SUPERVISOR NAME:
MARK R BICKFORD

SOLUTION LOT #: 14-14-100
SOLUTION CONCENTRATION: 0.099

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATCR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
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BLANK TEST 0.0600

Average = 0.096
Std Dev = 0.000
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Stat R d Hist 573015
atus Recor 1story 067085013
Status Status
: Test e Status Message

| Date Time Typ g

1

| 05/0372015 02:00:25 |'DUI Subiect Record Simulator Cut of Range

05/03/2015 22:16:08 DUI Subiect Record Simulator Cut of Range

05/1772015 02:09:52 | DUI Subiact Record RESPONSE TIMEQUT
DMT Secrial Number #103609 Page 1 of 1

06/08/2015 10:06 AM



Breath Record History

Page 1
06/08/2015

Test Test Agenc PRt Raie Alcohol Alcohol Sim. Sim. SEATUS MESEEHE
| Date Time g Y P Val. 1 Val. 2 Conc. 1 Conc. 2 g
05/03/2015 01:58:49| ST. JOHNSBURY PD GEORGE JOHNSON 0.093 Simulator Out of Range
05/03/2015 22:14:35| ST. JOHNSEURY PD ANTHONY J SKELTON 0.091 Sirulator Qut of Range
05/10/2015 03:43:37| ST, JOHNSBURY VSP SETH P LOOMIS 0.144 0.099

0571772015 02:05:00] ST. JOHNSBURY VSP DAVID W UPSON 0.146 0.098 RESFONSE TIMEQUT
05/2272015 20:42:54| ST. JOHNSBURY ED AARON_P_RIVARD 0.029 0.095

DMT Serial Number F103609
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06/08/2015 9:57 AM



