DIAGNOSTIC RESULT

DataMaster DMT: 103709

Location: St. Johnsbury VSP el iy
. Calibration Date: 09/08/2011 il e
Certification Date:09/08/2011 oo vy o
Installation Date: 09/30/2011 e
Test Date: 05/30/2014

Test Time: 10:23:52

VERSIONS

DMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 48.0°C

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage = 1.75 V

Cooler Voltage = 1.71 V

Bias Voltage = 80 V

Chopper Freq = 544 Hz

PUMP INFO
Flow Rate = 6.136 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.4171 0.4189
MIN (V) 0.4161 0.4175

FILTER INFO

Filter 1 0.417 2Zero = Lrue
Filter 2 0.521 Zero = true
Filter 3 0.778 Zero = true

CALIBRATION CHECK
Xg = 0.076 1.97%
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