ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 103709
Location: St. Johnsbury VSP
Calibration Date:  03/31/2015 el
Certification Date: 03/31/2015 AN
Installation Date:  04/01/2015 I i
APM Date: 04/14/2016
Performed by: ROBERT DRISCOLL
Di ic i r Vapor Test
Concentration =0.099 g/210L
Lot # =15-24-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Simulator Vapor =0.097 g/210L
PIC: 2.06
Modem: 2.6 .
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube = 45.2°C Passed
Digital Sim = 34.1°C
SETTINGS
Lamp Voltage =1.81 VvV
Cooler Voltage = 1.81 V
Bias Voltage = 80 Vv 0.10 7 T T i 40.0
Chopper Freq = 544 Hz g Alcohol tg/i}ﬁm H \ 5.0
DUMP INFO s | Flow Ra.te { ),
Flow Rate = 5.409 L/M 0. 08 Lot oeremenssennesned A l32.0
DETECTOR INFO T e e 28.0
PUMP ON OFF
MaX (V) 0.040¢% o.0432. A oyt
MIN (V) 0.03%6 0.0415 e o MR (S ) 1 ,, ......................................... 24.0
FILTER INFO oL e T o ! l ‘ """""" ~120.0
Filter 1 0.042 Zexro = true l i
Filter 2 0.15¢% Zero = true T e R s }l 16.0
Filter 3 0.423 Zero = true
0. i T
CALIBRATION CHECK j ‘
Xg = 0.077 0.91% 0. |
0.
APM PASSED 0.
NZS7™ Thermomrete Sin i1 8145672
S4.cc
RCo ‘(A‘f//{_
Performed by 77 e Date 04/14/2016
Reviewed by P(//Z\/~ Date bi,l (4l o
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DMT Serial Number #103709 Page 1 of 1 04/14/2016 10:05 AM



