INSTALLATION REPORT

DataMaster DMT: 103909
Location: Richmond PD
Calibration Date:  12/19/2011
Certification Date: 12/20/2011
Installation Date:  06/14/2013

Installed by: ROBERT DRISCOLL
Default Options Loaded
Diagnostic Resulis Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # =13-04-100
VERS IONS Range =0.094 - 0,104
DMT: 1.01 Average =0.100 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 )

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 47.8°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.75 Vv 0.10 - ‘ - - ; 40.0
Cooler Voltage = 1.79 V : : : ’
Bias Voltage = 80 V 0.09|- _ ?igihg;égﬁ}ﬁ?) e e 36.0
Chopper Freq = 540 Hz ) ‘ . i i
o i O s
Flow Rate = 4.845 L/M !

(o JToy |l e — . e
DETECTOR INFO
PUMP ON OFF R e
MAX (V) 0.5157 0.5173
MIN (V) 0.5142 0.5159 0.05(
FILTER INFO 0 O [
Filter 1 0.517 Zero = true
Filter 2 0.782 Zero = true O i s
Filter 3 0.293 Zero = true :

P —.
CALIBRATION CHECK

= 3

Xq = 0.082 0.43 001 [‘/\ i

0.00

0 5
INSTALLATION PASSED
Pmcess:‘nj' room wmeeks DAT locbon (equiements. £
bfrihs
Performed by - % KCD Date 06/14/2013
Reviewed by /r /'I“ /_ l ﬁ’g Date \0\2—"\\10 vh
T A )
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INSTALLATION REPORT

DataMaster DMT: 103909

Location: Richmond PD

Calibration Date: ~ 12/19/2011 1.
Certification Date: 12/20/2011 Ploctit 2
Installation Date:  06/14/2013 2 S g
Installed by: ROBERT DRISCOLL

Default Options Loaded
Diagnostic Results

VERSTIONS

DMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 47.9°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.7V
Cooler Voltage = 1.79 V
Bias Voltage =80 V
Chopper Freq = 540 Hz

Noticed  5tpgledor Paddle_ Net g?.‘ﬂninj ) /}d\iw%ec‘ fvé(ﬂé (.?t/ld e ran

install @ﬂ)'h)(o{. ee (MH//S

INSTALLATION FAILED

Performed by 7% Kco Date 06/14/2013

Reviewed by Date
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INSTALLATION REPORT

DataMaster DMT: 103909

Location: Richmond PD
Calibration Date:  12/19/2011
Certification Date: 12/20/2011
Installation Date:  06/14/2013

Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concenlration =0.099 g/210L
Lot # =13-04-100
VERS TONS Range =0.094 - 0.104
DMT: 1.01 Average =0.100 g/210L
PIC: 2.06 ) Std Dev =0.0000
Modem: 2.4

Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 48.0°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.75 Vv 0.10 40.0
Cooler Voltage = 1.79 V ‘Al N 1:( /sz‘,
Bias Voltage = 80 V 0.09|- COLO-NG -|36.0
Chopper Freq = 539 Hz AFlow_,Ra.te(L/M)
0. O |- 2.0
PUMP INFO H
Flow Rate = 4.919 L/M R S—— o
DETECTOR INFO H
PUMP ON OFF 0. 06 [ s S 0
MAX (V)  0.9254 0.9264
MIN (V) 0.9213 0.9236 0,05 e -0
FILTER INFO « FLD clls 0.04 5.0
Filter 1 (0.924 ) Zero = true
Filter 2 Zero = true 0. 03 | BT
Filter 3 0.715 Zero = true : ; ;
0.02 % 11| A g roded® i FISASER 1| (o oe—
CALIBRATION CHECK |
= % gt H i ;
Xq 0 . 082 O . 74 0.01 / =3 \ M . ..................... pe el 4 L0
0.00 H I3 i : 0.0
0 5 10 15 20 25 30
INSTALLATION PASSED
Detectar Va\fhj) above .oV, L) ek Detecto- Voilvj/t Shubilize and
Crvn wshllaton paoreel. Ko ¢fy/,
Performed by AZED peo Date 06/14/2013
Reviewed by Date
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DIAGNOSTIC RESULT

DataMaster DMT:103909
Location: Richmond PD
Calibration Date: 12/19/2011
Certification Date:12/20/2011
Installation Date: 06/14/2013
Test Date: 06/20/2013
Test Time: 10:30:03

VERSTONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.6°C
Breath Tube = 46.8°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.75 VvV
Cooler Voltage = 1.79 V
Bias Voltage = 80 V
Chopper Freq = 539 Hz

PUMP INFO
Flow Rate = 4.991 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1815 0.1837
MIN (V) 0.1801 0.1827

FILTER INFO

Filter 1 0.183 Zero = true
Filter 2 0.468 Zero = true
Filter 3 -0.060 Zero = true

CALIBRATION CHECK
Xq = 0.081 0.43%

if he Volttag wos sholeed
anjnoshc Check f?efém.zd fo vec l[/ de tec 0 9}

ond within szecl‘(« cohons - Zco
ézéofb
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