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Test Test Alcohol Alcohol sim. Sim.

Date Time hgeney Operator Hame Val. 1 vVal. 2 Conc. 1 Conc. 2 SEHLuE Mencage
4/2014 23:01:34] richmond LANCE E MARTEL 0.128 0.126 0.085 0.094

/2014 23:41;:11| RICHMOND PD MATHEW C NADEAU INCOMPLETE INCOMPLETE 0.098 0.098 RESPONSE TIMEQUT
8/2014 00:03:08] RICHMOND PD MATHEW C NADEAU 0.038 0.097

11/2014 01:07:58| RICAMOND PD TANCE E MARTEL REFUSED 0.099

8/2015 01:08:45| RICHMOND PD MATHEW C NADEAU 0.127 0.133 0.004 0.094

9/2015 11:19:37| Richmond PD RICK GREENOUGH 0.141 0.140 0.095 0.095

)1/2015 00:40: 30| RICHMOND PD MATHEW C NADEAU 0.064 0.003

/2015 20:32:02| RICHMOND PD TANCE E MARTEL 0.113 0.097

0/2015 16:28: 57| RICHMOND PD BRETT A LINDEMUTH INCCHMPLETE 0,096 Blank Error

0/2015 16:37: 43| RICHMOND PD BRETT A LINDEMUTH 0.259 0.097 Blank Error

16/2015 18:59:54| Richmond RICK GREENOUGH 0.123 0.114 0.007 0.097

$2/2015 22:16:21] RICHMOND PD MATHEW _C NADEAU 0.161 0.166 0.096 0.095

J4/2015 21:41:03] 0411 BRETT A LINDEMUTH 0.095 RESEONSE TIMEOUT
14/2015 21:47:52] 0411 BRETT A LINDEMUTH 0.068 0.095

)3/2015 23:20:48] RICHMOND PD BRETT A LINDEMUTH 0.152 0.158 0.098 0.098

16/2015 22:06:16| RICHMOND PD MATHEW _C NADEAU 0.130 0.098 RESFONSE TIMEOUT
0/2015 15:43:53| Richmond RICK GREENOUGH 0.085 0.088 0.098 0.097

)7/2015 00:27:31] WILLISTON PD KATRINA R DUCHARME 0.000 0.093

0/2015 00:58:56] RICHMOND PD MATHEW C NADEAU 0.103 0.097

572015 16:52:36) Richmond RICK GREENOUGH ] TNVALID 0.096 0.095

5/2015 17:19:56| Richmond RICK GREENOUGH 0.166 0.097

'1/2015 14:05:15] VFL ROBERT DRISCOLL 0.000 0.095

9/2015 02:09: 30 richmond BRETT A LINDEMUTH 0.1317 0.146 0.004 0.094

)5/2015 19:08:00] Richmond RICK GREENOUGH 0.087 0.079 0.004 0.094

6/2015 23:13:53] RTCHMOND PD MATHEW C NADEAU Simulator Timed Out
6/2015 23:30:36 ND PD MATHEW C NADEAU 0.161 0.155 0.101 0.101

}3/2015 17:09:22 ND PD MATHEW C NADEAU Simulator Timed Out
)3/2015 17:22:36] RICHMOND PD MATHEW C NADEAU 0.211 0.097

15/2015 15:26:01 ROBERT DRISCOLL 0.091 Simulator Qut of Range
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Status Status
Date T Test Type Status Message
06/21/2012 20:54:09 DUI Subject Record RESPONSE TIMEOUT
08/18/2012 00:11:08 DUI Subject Record RESPONSE TIMEOUT
10/01/2012 126 DUI Subject Record Pump Error
10/14/2012 21:16:36 DUI Subject Record Simulator Cut of Range
12/31/2012 17:42:46 DUI Subject Record Simulator Cut of Range
01/18/2013 23:50:53 DUI Subject Record RESPONSE TIMEOUT
03/09/2013 23:41:08 DUI Subiject Record RESPONSE TIMEOUT
06/02/2013 00:18:24 DUI Subject Record RESPONSE TIMEOUT
06/08/2013 18:12:02 DUI Subject Record RESPONSE TIMEOUT
06/14/2013 08:29:39 Installation Record Diagnostic Check Failed
12/01/2013 00:06:22 DUI Subject Record RESPONSE TIMEQUT
02/27/2014 18:24:44 DUI Subject Record Simulateor Out of Range
02/27/2014 18:23:51 DUI Subject Record Simulator Out of Range
07/11/2014 23:56133 DUI Subiject Record RESPONSE TIMEOUT
0E8/01/2014 DUI Subject Record Blank Error
08/15/2014 DUI Subiject Record RESPONSE TIMEOUT
10/17/2014 DUI Subject Record RESPONSE TIMEOQUT
03/20/2015 16: DUI Subiect Record Blank Error
03/30/2015 16: DUI Subject Record Blank Error
05/04/2015 E ] DUI Subject Record RESPONSE TIMEOUT
07/06/2015 2 DUI Subject Record RESPONSE TIMEOUT
08/26/2015 23 DUI Subfject Record Simulator Timed Qut
10/03/2015 17 DUI Subtject Record Simulator Timed Cut
10/05/2015 1.5 Check-In Contirmation Record Simulator Out of Range
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DATAMASTER DMT MAINTENANCE LOG
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DataMaster Simulator Solution

- Lot #15-01-100 EtOHag Conc: 0.058 g/210L e e e S s i)
r — .. Range: 0.093 - 0,103 g/210L Place Label } ere]
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[ For RPC or Simulator Solution Change Place Label Here]
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- DataMaster Simulator Solution
FOr Lot#15-12-100 EtOHag Conc: 0.099
=== Range: 0.094 - 0.104
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