ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 104009
Location: Burlington PD it .oy :
Calibration Date:  12/14/2011 G ¥ ol " s
Certification Date: 12/14/2011 X v
Installation Date: ~ 12/21/2011 WY (g
APM Date: 10/02/2015
Performed by: ROBERT DRISCOLL
Diagnostic Results Simulator Vapor Test
Concentration =0.099 g/210L
Lot # = 14-15-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 Simulator Vapor =0.094 g/210L
PIC: 2.06
Modem: 2.4 5
Questions: 2.1 RF Detection Test
Passed
TEMPERATURES
Sample Chamber = 48.9°C Sample Acceptance Test
Breath Tube = 42.5°C Passed
Digital Sim = 34.2°C
SETTINGS
Lamp Voltage = 1.67 VvV
Cooler Voltage = 1.62 V
Bias Voltage =81V 0.10 : 7 T 7 40.0
Chopper Freq = 543 Hz s Aleonolierztony | [\ .
PUMP INFO :Flow Réte(L/M)
Flow Rate = 5.644 L/M 056, T st pbsiasios ssesisiss st g s s s 32.0
DETECTOR INFO 0.07 ............................................ 28.0
PUMP  ON OFF
MBX (V) ~-0.1896 -0.1864 T 5d 3
MIN(V) -0.1915 ~-0.1888 b =T lnar .
FILTER INFO 0. M ) s o ey R 20
Filter 1 -0.187 Zero = true 1
Filter 2 0.417 Zero = true 0. B 1 | 16.0
Filtex 3  0.205 Zero = true : {
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CALIBRATION CHECK ]
Xg = 0.084 0.00% 0.02 _______ ................... 8.0
O- Ol .......,. ........... J ........... 4 . O
0.00 /ﬁ ( i ) 0.0
APM PASSED 0 5 10 15 20 25 30
NZST Themmaredes SV 1002195772 34 2°C. 2(DH,
olzfis
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