ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104009
Location: Burlington PD
Calibration Date:  12/14/2011
Certification Date: 12/14/2011
Installation Date:  12/21/2011
RPC Date: 06/30/2015

Supervisor Name: DWAYNE A MELLIS

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

1.67 v
1.62 v
81 Vv

545 Hz
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PUMP INFO
Flow Rate = 5.628 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V) -0.1880 -0.1852
MIN(V) -0.1913 -0.1864

FILTER INFO

Filter 1 -0.186 Zero = true
Filter 2 0.420 Zero = true
Filter 3 0.215 Zero = true

CALIBRATION CHECK
Xq = 0.084 0.41%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # =14-15-100
Range =0.094 - 0.104
Average =(0.099 g/210L
Std Dev =(.0000
RF Detection Test

Passed

Sample Acceptance Test
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B th R d Hist 073015

rea eCor 1STOry 06/30/2015
Test Test Alcohol Alcohol Sim. Sim.
Date Time Agency Operator Name Val. 1 vVal., 2. Conc. 1 Conc. 2 Status Message

06/0572015 04:47:42] BURLINGION ED DAVID C BOWERS 0.205 G.096

06/07/2015 04:32:23] BURLINGTON PD GREG J OSILKA REFUSED 0.095

06/09/2015 00:20:23| BURLINGTON PD OREN I, BYRNE 0,127 0.125 0.095 0.095

06/13/2015 03:36:03| BURLINGION PD DARREN J KENNEDY 0.109 0.113 0.096 G.096

06/1872015 03:28:01| BURLINGION ED DAVID C BOWERS 0.147 0.096

06/19/2015 02:43:57| BURLINGTON PD DARREN J KENNEDY 0.093 0.092 0.096 G.095

06/21/2015 03:25:18| BURLINGION PD GREG J OSILKA REFUSED 0.095

06/24/2015 02:33:22| BURLINGION PD CHASE M VIVORT 0.164 0.097 RESPONSE TIMEOUT

06/24/2015 62:41: 35| BURLINGTON PD CHASE M VIVORI 0.167 0.097

06/25/2015 00:01:59| BURLINGION PD DARREN J KENNEDY 0.144 0.095

06/25/2015 01:46:32]| Burlington PADRIC F HARTNETT 0.122 0.096

DMT Serial Number #104009
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Status Record History 06/3073015
Status Status

Date Time Test Type Status Message
06/24/2015 02:38:07 DUI Sﬁbj ect Record RESPONSE TIMEOUT
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b [ BoeimisTond fof 009

Department/Agency : DataMaster DMT Serial Number

s : PP Siniulator Simulator
Date DMT Operator’s Name Subject’s Name Vapor1 | Vapor2

Odos| 0% BOWER Tany| MrcHUgL BagR . 0%
(g'/‘;/{/ & - O5I1LRA 370 | oniiak MY ., 015
Ca-isl A R (B eandonn Desdins ¢ | .07 |
b1l D). jgasald | Seres |onse » 96 | A
ATTEAN POwiERs 3ul Mecwg) svoisk 046 |
Yl | ) tonpay - (Dvan Zglew | -O%

/;" 5] & -O5iAT NysnRooR MaDIT | .07 |
(3/24//{ C \/‘me Mitholes  Ferine NG| 0a)
e D-fenmahy Roles /M/lgg._,eqs- e

| g-%30-15 Dusy sl A._o1é2/s ﬁ:%/il /o | o9y

ALC 603 Rev 3 08/11
35



e

“ DATAMASTER DMT OPERATOR USE LOG

Lo linGed P@ /Y ag F

Department/Agency : : DataMaster DMT Serial Number

a 1a N T Simulator | Simulator
Date DMT Operator’s Name Subject’s Name Vapor1 | Vapor2 |

UBE | Vo™ | Selby Tebeatt] 0

{
( /U e prevzl ST6 wayne SwYOErR |2 078 |

1k ﬁZmﬂaﬂg%’ * ~(;hﬁﬂﬁ%fMﬂ%57w

qﬁaﬂ W@.ﬂwmv?% Lesmmeoo DALHyd | 5 0FS

/S| St R Soreeihosngtss | ora, o
Il Hema®® Dl Seviep |OR |.cop,

4315 | eyt FAGIAA L | "T’g@r — | |
i’f/t{_/t( '/?,,F()v\(o(\ TEST 0 .
%!iﬁft}}f P: Lectee Tagler Brolewh | .238

4/?3! 1z {\‘\{OU\A\E %ZC{»( ZAX')CP/&. A)vsirmé : iOﬁq‘ .
Y5/IsT R wEIvIscH 333 |gaserd < €] | 20917 |

SIIE | D foaedl | Femin bz 099 |

Shifs | 0 lennd? ChiitioPlar Mufel 0] |

| 5’/?;[15’/ Tt > f)/\owv)lvgu«,{(\ 097
: $haon

Shfs Osihe e ottt

s*/n:z}ur. /—(5,407 | | ‘)“’5(\”;7, | .19

5\\’1(‘{ Lec)ec— ngng, | 0]

5\\111{ [eter— E',ng/_q‘ ,'0?6_

Sl Spaupwe o PSR 0T

ALC 603 Rev 3 08/11
34

A Y T I R N NI I o' rr s



- R
;4v-_,-—-—--—-------“
) P

DATAMASTER DMT OPERATOR USE LOG

Dot LidlTe 1\5 €D

/oYooq

33

Department/Agency - DataMaster DMT Serial Number
Date DMT Operator’s Name Subject’s Name S‘V‘:;(‘j;“;f S{,‘;‘;ﬁ‘gr
oaltel | Baners U4 [Radael Dobe [, oY, 04y
02/23/15T WEINISCH #333 | DAV €. pravre 095 094
O~ 2845 Dwsyees A. 7N /w?L/[/C 0799
G ‘oschn Gittomm L | (5 At oess "
;}HY TRATIER A). ToAS 077 |
| | 03 /o3/is "WE/Q/J-CH.: HE2 KY/'}W v\/ﬁ/—/ L0178 e
Cwnfis] Vives 2z |Lindsy Corp | 0% | 047
Pelalic e oong 28 |Kaseyl Bedhe | 0947 |
sl L Te bl 323 G\by B. Vepina | 078 |, 09¢
3 /« Delewssli ™™ | LS B o
)] ). Selle st hine Lngin, | - O
3 "31 €. Heal] w3y Alex Gb\imv . 694
1HALo| b waiowsers g anng ﬂf\‘\mwbd_g@ﬁ?('
| ‘73/1‘/5/ £ (2yzewsk 1 3 v |
0%f21)is| B, Lting | Teeme Meli |, 098
Plale| W o= | v e
3/27//5- M Zolyeay- S I R /‘wl(mi\‘ 10w |09
| 328/t WE NV sct #5733 Mmﬁm&@km;g;\ 4,-,097'
Vogis | Qe 50 1 6s iy Lo |
53‘)‘50)75 C. Vig H32) Dy lan Wﬂmj 4 |03
' L{/&}‘C £. %9((6/?”\’ Véronfcc\ Kfe@’ ;0“77
ALC 603 Rev 3 08/11



?sur/ ~a /{o.u

DATAMASTER DMT MAINTENANCE LOG
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