INSTALLATION REPORT

DataMaster DMT: 104009

Location: BURLINGTON PD

Calibration Date:  01/07/2016

Certification Date: 01/07/2016 B A
Installation Date:  01/07/2016 : i
Installed by: ROBERT DRISCOLL

Default Options Loaded

Dia tic t Accura ision Check

Concentration = 0.099 g/210L

Lot# =15-24-100
VERSIONS Range =0.094-0.104
DMT: 2.00 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0004
Modem: 2.6
Questions: 2.1 .

RF n Test
TEMPERATURES Passed
Sample Chamber = 45.0°C
Breath Tube = 44.0°C le Acceptance Te:
Digital Sim = 34.1° Passed
SETTINGS
Lamp Voltage = 1.65 V
Cooler Voltage = 1.67 V
Bias Voltage =81V 0.10 7 y : 40.0
Chopper Freg = 532 Hz Alcohol (g/210L) ! Lo s

0.09|- Flow Rate(L/M) |-t 36
PUMP INFO ; ‘ ‘
Flow Rate = 5.725 L/M o i.A.AJ\\. i s 350
DETECTOR INFO N . — ) 28.0
PUMP ON OFF : | | | i
MAX (V) 0.0437 0.0472 ¢ i 24.0
MIN(V)  0.0421  0.0449 Qg == e -
FILTER INFO (o[ o)] A ok . S 20.0
Filter 1 0.047 Zero = true | |
Filter 2 0.624 Zero = true Di5,0/g sl freffaguesmass fres e bomssssnnm st 16.0
Filter 3 0.411 Zero = true

008 prememmeeit i Tt el 112.0
CALIBRATION CHECK !
Xg = 0.085 0.21% R T 1 S N 0 O SN &0

0.01 [f l T T 1.0

0.00 /\P/\\ ‘ L ! i i 0.0
INSTALLATION PASSED —_—

WNEST Thetmeme ke S JHIBIYEEF 3Y.12°C
RS
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